
 

 

 

 

 
 

 

 
 

 

 

 

 
 
 

 

 

 

 

 

 

 

 
  

 
 

 
 

 
 
 

SynCardia Systems, Inc. 

1992 E. Silverlake Rd. 

Tucson, Arizona 85713 

Telephone: 520.545.1234 

Facsimile:  520.903.1782 

August 28, 2007 

BY ELECTRONIC DELIVERY (CAGinquiries@cms.hhs.gov) 

Steve Phurrough, MD, MPA, Director 
Coverage and Analysis Group 
Centers for Medicare and Medicaid Services 
Mail Stop 
7500 Security Boulevard 
Baltimore, MD  21244 

Re: 	 Comments on National Coverage Analysis Concerning Artificial Hearts  
(CAG-00322N) 

Dear Dr. Phurrough: 

SynCardia Systems, Inc. (“SynCardia”) appreciates the opening of a national coverage analysis 
that includes the CardioWest™ temporary Total Artificial Heart (“TAH-t”) by the Centers for 
Medicare and Medicaid Services (“CMS”) in response to our request.  While we believe our 
request included the information needed for CMS to determine that the TAH-t is reasonable and 
necessary as a bridge to transplant for patients in biventricular failure, we provide this comment 
during the initial public comment period to offer additional information that we believe to be 
relevant to the national coverage analysis.  Below we identify the information attached to this 
letter and the relevance to the CMS analysis. 

o	 Appendix 1: In Section II(F) of our reconsideration request, we noted that a number of 
prominent cardiac transplant institutions have expressed strong interest in participating in 
the clinical trial SynCardia intends to conduct on a new driver for the TAH-t.  We 
included the letters in our possession at that time, but have since obtained additional 
letters. We are providing these letters to CMS because they bear on the issues in which 
CMS has indicated an interest, pursuant to the tracking sheet for the artificial heart 
national coverage analysis. Specifically, they discuss hospital staffing of their individual 
cardiac programs and their experience with heart transplants.  

o	 Appendix 2: The information contained in this article by Dr. Arabia concerns TAH-t 
patients that were included in the reported studies that we identified in our request for 
reconsideration of the national coverage decision for the artificial heart.  Even so, 
because this article arrays the information differently and has been published, we wanted 
to provide it to you for your consideration. It discusses the feasibility clinical study of 
the TAH-t, in which 23 of 24 patients were successfully bridged to transplant and 22 of 
them survived for at least a year (compared to the control group in which 10 of 18 

Doc 1

mailto:caginquiries@cms.hhs.gov


Doc 2



 

 

 

 

 
 

 
 

 

 
 

  
 
 
 
 
 
 
 
 
 
 
 

 
 

SynCardia Systems, Inc. 

1992 E. Silverlake Rd. 

Tucson, Arizona 85713 

Telephone: 520.545.1234 

Facsimile:  520.903.1782 

Appendix 1
 

Doc 3



Doc 4



Doc 5



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 6



Doc 7



Doc 8



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 9



Doc 10



Doc 11



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 12



Doc 13



Doc 14



Doc 15



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 16



Doc 17



Doc 18



Doc 19



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 20



Doc 21



Doc 22



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 23



Doc 24



Doc 25



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 26



Doc 27



Doc 28



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 29



Doc 30



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 31



Doc 32



Doc 33



 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

Doc 34



Doc 35



Doc 36



 

 

 

 

 
 

 
 

 

 
 

  
 
 
 
 
 
 
 
 
 
 
 

 
 

SynCardia Systems, Inc. 

1992 E. Silverlake Rd. 

Tucson, Arizona 85713 

Telephone: 520.545.1234 

Facsimile:  520.903.1782 

Appendix 2
 

Doc 37



222 

Update on the Total Artificial Heart 
Francisco A. Arabia, M.D. 

The Marshall Foundation Artificial Heart Program, University of Arizona Sarver Heart 
Center, Tucson, Arizona 

ABSTRACT There has been a quest for an artificial organ that can replace the heart for 
decades. Remarkable advances were made in the second half of the twentieth century in the 
fields of medicine and engineering that led t o  the development of several devices with the 
intention of totally replacing the human heart. Some of these devices, like the Jarvik artifi- 
cial heart, were utilized initially as a permanent replacement for the failing heart. It became 
more successful as a bridge t o  heart transplantation (BTT) in the years that followed i ts in- 
troduction. Currently the CardioWest total artificial heart (TAH) is the only device in clinical 
use wi th  the intention of bridging patients t o  heart transplantation. Two new TAHs are be- 
ing developed with the intention of being used as an alternative t o  transplantation (ATT) or 
on a permanent basis. The next 100 years will bring revolutionary new designs and advances 
in the field of end stage heart disease that may only be ideas at the present time. fJ Card Surg 
200 I; 16:222-227) 

BRIEF HISTORY 

The development of the technology for the in- 
vention of the total artificial heart required many 
discoveries during many centuries. Description of 
the function of heart valves by Leonard0 DaVinci 
was necessary to understand how the heart 
maintains unidirectional blood flow. The under- 
standing of the circulation by William Harvey pro- 
vided the basis of how the heart maintains the in- 
ternal environment that provides nutrients to a 
multicellular organism. 

The twentieth century saw the development of 
new ideas and machines as well as a better un- 
derstanding of biology and medicine. One of the 
first designs of an artificial heart was proposed by 
the young aviator Charles Lindbergh and Nobel 
laureate Alexis Carrel. They came together as a 
result of Lindbergh's interest in medicine and ex- 
perimental biology. In the early 1930s. they de- 
signed an "artificial heart" made out of glass that 
worked as a perfusion pump outside the body. 

Address for correspondence: Francisco A. Arabia, M.D., 
Arizona Health Sciences Center, 1501 N. Campbell Av- 
enue, Tucson, AZ 85724. Fax: (520) 626-4042; e-mail: 
arabiaQu.arizona.edu 

Lindbergh's association with Carrel continued 
for many years, and he went on to modify the 
perfusion pump. His interest in experimental bi- 
ology continued to expand in the years that fol- 
lowed and included the fields of genetics and im- 
munology.' 

The next major advance occurred in 1937 when 
a Russian surgeon named Demikhov replaced a 
dog's heart with two prosthetic ventricles. This 
historic event apparently went unknown for many 
decades and was not recognized until later. The 
next recorded landmark did not take place until 
1953 when John Gibbon reported the use of the 
heart lung machine. This tool to maintain circula- 
tion while stopping the patient's heart opened the 
field of open-heart surgery. 

The first successful use of an artificial heart in 
this country occurred in 1957 when Willem Kolff 
and Tetsuzo Akutsu implanted a pneumatic TAH 
that kept a dog alive for 90 minutes. In 1965, Yuk- 
ihiko Nose's Green Heart kept a sheep alive for 
the record time of 50 hours. The Clifford Kwan- 
Gett TAH was another design that kept a calf alive 
for 2 weeks in the early 1980s. 

The first clinical use of an artificial heart was 
performed in 1969 by Cooley2 when he implanted 
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LIOTTA 
AKUTSU 
JARVIK 7-100 

ARABIA 
TOTAL ARTIFICIAL HEART 

1969 1 1 1 0 

1981 1 1 1 0 
1982-1992 10 44 26 16 
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PHOENIX I 1985 I 1 1  1 

the Liotta Heart. This design was pneumatically 
driven, used Wada-Cutter hingeless valves and 
had Dacron diaphragms and conduits. The Liotta 
heart was used to support a patient for 64 hours 
until a donor heart became available for trans- 
plant. However, the patient succumbed after the 
transplant. Twelve years passed before the next 
TAH was used. The Akutsu-TAH was first im- 
planted in 1981 as a bridge to  transplantation. It 
supported a patient for 2 days. However, the pa- 
tient died 7 days after transplantation. 

History was written in 1982 when the first 
TAH, the Jarvik-7 TAH was implanted with the in- 
tention of permanently sustaining life in a hu- 
man.3 Dr. Barney Clark, a dentist with end-stage 
heart disease, who had been turned down as a 
candidate for heart transplantation, became the 
first recipient. He became an instant symbol of 
modern medical technology and provided hope 
for patients with end stage heart disease. Dr. 
Clark survived for 1 12 days as the world watched 
the medical drama evolved. His course was com- 
plicated with renal failure, seizures, device failure, 
and pneumonia. The Jarvik-7 TAH was implanted 
in four more patients on a permanent basis, the 
longest surviving 620 days. The first successful 
use of the Jarvik-TAH as a bridge for heart trans- 
plantation was performed in 1985.4 This event 
expanded the use of the Jarvik-7 TAH in this coun- 
try and abroad as a bridge to heart transplantation. 
Also in that year the Penn State heart, a pneu- 
matically driven TAH, was implanted in four pa- 
tients as a BTT. 

I 0 

JARVIK-SYMBION TAH YEARS 

The Jarvik TAH, manufactured by Symbion, Inc., 
continued to be used through out the world as a 
bridge to heart transplantation between 1985 and 
1992. Data on the first 100 patients had been ac- 
cumulated by 1988. A total of 68 patients had sur- 
vived to reach transplantation. Forty-seven pa- 
tients survived 30 days and 31 of them survived 
long term.5 Several other total artificial heart were 
designed and implanted through out the world, 
primarily in Europe. All were utilized with the in- 
tention of bridge to heart transplantation (Fig. I ) ,  
but none had accumulated patient data as much 
as the Jarvik-7. At the end of 1992, 198 of these 
devices had been implanted as BlT.6 Of the 198 
patients, 143 (72%) were transplanted. Eighty- 
five patients were discharged home (43% of the 

PENN ST 

TAH IN HUMANS (SEPT 2000) 

1985-1989 1 4 1 0 

WENNA 1989 1 1 2 1 1 

CARDIOWEST 
PHOENIX-7 
TOTALS 

I POISK I 1987-1990 1 3 I 16 1 3 1 2 I 
1993-2000 9 169 109 95 

1998 1 2 1 1 

416 271 184 

Figure 1. World Experience with total artificial heart in 
humans. 

total, 59% of those transplanted). Incidence of 
major complications included infections 9.4%, 
stroke 5%, and transient ischemic attacks in 4%. 

In 1990, the U.S. Food and Drug Administration 
(FDA) withdrew permission from Symbion, to 
continue production of the Jarvik TAH in the 
United States. Although the device continued to 
be manufactured in Canada, the device was uti- 
lized in France but none were used in this coun- 
try. One year later, CardioWest Technologies, 
Inc., (Tucson, AZ, USA) acquired assets and tech- 
nology from Symbion, Inc. In 1992 the FDA 
granted limited clinical investigation to manufac- 
ture the Jarvik-7-70, now renamed the Cardio- 
West C-70. The FDA granted an investigational 
device exemption to CardioWest Technologies in 
1993 and first the TAH was implanted that year 
as a BTT.7-lO 

CARDIOWEST 

The CardioWest is a pneumatically driven TAH 
that totally replaces the failing ventricles (Fig. 2). It 
is placed in an orthotopic position (Fig. 3)  via a me- 
diastinotomy. Each ventricle connects to its re- 
spective atrium and great vessel. Two Medtronic- 
Hall (Medtronic, Inc., Woodland Hills, CA) valves 
(size 27 mm, 23 mm) are placed at  the inflow and 
outflow of each ventric1e.l’ Afour-layer diaphragm 
separates blood from compress air. A pneumatic 
drive line connects to each ventricle, exits the 
body below the left subcostal margin, and con- 
nects to the driving console. Each ventricle has a 
volume of about 70 cc and can provide flows up 
to  8-9 Umin under physiologic conditions. The pa- 
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tients are anticoagulated with a combination of 
persantine, aspirin, and warfarin. 

Since 1993, a total of 169 CardioWest TAH 
have been implanted as a BTT in the United 
States, France, and Canada. The etiologies of the 
cardiomyopathies included: ischemic 40%, idio- 
pathic 32%, and others (viral, postpartum, valvu- 
lar) 28%. In the United States, all patients had 
been listed for heart transplantation prior to im- 
plantation. All had been on maximal medical ther- 
apy and had a very limited life expectancy. 

WORLD EXPERIENCE 

Indications 

Figure 2. Cardio West TAH. 

Patient selection is probably the most impor- 
tant factor in determining success with mechani- 
cal circulatory assistance. Early experience with 
the use of post-cardiotomy devices for cardiac re- 
covery showed that patients younger than 60 
years had a survival rate of 21-31 %, patients older 
than 60 had a survival rate of 12%, and patients 
over 70 years had a survival rate of 6%. Other fac- 
tors contributing to successful outcomes include: 
careful selection of assist device; the skill, expe- 
rience, and judgment of the implanting team. 
When criteria for placement of ventricular assis- 
tance are met, prompt intervention is important 
as prolonged hypotension (greater than 12 hours) 
is associated with multisystem failure and poor 
recovery. Measurements of cardiac output and 
atrial pressures are necessary to assess the 
patient's need for a device. These parameters are 
also very helpful in the immediate postoperative 
period. 

Inclusion criteria for implantation for the United 
States centers were according to the CardioWest 
investigational protocol accepted by the FDA: (1 1 
patient listed for heart transplantation and in immi- 
nent danger of dying within 48 hours or becom- 
ing ineligible for transplant; (2) cardiac index < 
2.01/min/m2 with either systolic blood pressure 
< 90 mmHg or central venous pressure > 18 
mmHg and/or at least 2 inotropes: dopamine > 10 
mcg/kg/min, dobutamine > 10 mcg/kg/min, epi- 
nephrine > 0.02 mcg/kg/min, isoproterenol > 0.02 
mcg/kg/min, or amrinone > 10 mcg/kg/min; or 1 in- 
otrope and a balloon pump; (3) pulmonary vascular 
resistance < 8 Wood units (640 dynes-sec/cm2); 
(4) absence of active systemic infection; (5) ab- 
sence of renal or hepatic failure; (6) cytotoxic anti- Figure 3. Schematic of CardioWest TAH. 
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body level < 10%; (7) absence of support devices 
other than the intra-aortic balloon pump. In addition 
body surface area (BSA) in general > 1.7 m2.12 

One of the first studies regarding CardioWest 
TAH was to determine the feasibility of using the 
TAH as a bridge to transplant. A total of 24 pa- 
tients met criteria to receive the CardioWest TAH 
as a BTT (group A). Group A was retrospectively 
matched with 18 patients (group B) who met the 
same implantation criteria but did not received 
the TAH because either the patient refused or the 
TAH was not available.'3 

All patients in groups A and B had to meet the 
inclusion criteria. This includes candidacy for heart 
transplantation, the use of maximal inotropic sup- 
port with evidence of biventricular failure. In addi- 
tion there had to be no evidence of systemic in- 
fections and/or irreversible end organ damage. 

All the patients who received theTAH (group A) 
had been evaluated and accepted for heart trans- 
plantation prior to implant. Group A consisted of 
23 males and 1 female with an average age of 46 
+- 11 years. The average number of days from ad- 
mission to implant of the TAH was 11 days. The 
average number of days on the TAH was 50 2 42 
days. The control group (B) consisted of 15 males 
and 3 females with an average age of 47 I+_ 9.3 
years. Group B was hospitalized for an average of 
42 ? 35 days to the time of transplant or death. 
Renal and hepatic function parameters were de- 
termined and compared in both groups. There 
were not statistically significant difference in the 
two groups. 

Group A and B were compared in regards to 
survival and number of complications that each 
group experienced. In group A, 17 (70.8%) pa- 
tients required an IABP. A total of 23 patients sur- 
vived the bridge and reached transplantation. 
One patient died while on the TAH as a result of 
mediatinitis. This patient had had a previous 
coronary artery bypass grafting the week pre- 
ceding the TAH implantation. A gram negative 
rod was cultured at the time of the implantation 
that was the bacteria that caused the mediastini- 
tis. One of the transplanted patients died within 
15 days of the transplant as a result of the ad- 
vance graft atherosclerosis. Therefore a total of 
22 patients survived and were alive for more than 
a year with an average of 31 t 11 months. This 
resulted in a success rate of 91.7%. Group A ex- 
perienced 142 complications or adverse events. 
None of these adverse events resulted in a direct 

patient death. The average adverse events per 
patient was 11 5 4. 

Group B consisted of 18 patients of which 14 
(77.8%) required IABP. Eight patients reached 
transplantation and 10 patients died while wait- 
ing. Of the transplanted patients, one died within 
3 days and another one at 6 months. The survival 
rate for the seven patients who were discharged 
home was 38.9%. This was statistically signifi- 
cant when compared to group A (p < 0.0003). 
The total number of hospital days for group A was 
77 5 52 days, for group B was 42 5 25 days. 

The survival or success rates has been calcu- 
lated for the current mechanical circulatory sup- 
port system that are available as a bridge to heart 
transplantation. The CardioWest TAH appears to 
have the best survival rate when the patients are 
selected following a strict selection criteria. The 
survival rate for those patients who were waiting 
in the hospital and were not bridged to heart 
transplantation can serve as the base to compare 
all devices available. 

The outcome of the first 100 patients who had 
placement of the CardioWest TAH as a BTT was 
closely studied. The population consisted of 90 
males, 10 females. Mean age was 45 years (1 6- 
641, mean BSA 1.94 m2 (1.52-2.371, preimplanta- 
tion mean cardiac index was 1.81 l/min/m2. The 
etiologies of the cardiomyopathies were: idio- 
pathic 36, ischemic 35, graft failure 6, valvular 5, 
viral 5, postcardiotomy 5, and other 13. The aver- 
age number of days on the TAH was 39 days: A 
total of 67 patients reached transplantation and 
61 were discharged home. Thirty-eight patients 
died: 32 during the BTT and 6 after implantation. 
The most common cause of death was multiple 
organ failure. There were a total of 424 complica- 
tions (events) in 87 patients, none in 13. The most 
common complications as percentage of the to- 
tal events were: infection 43%, renal dysfunction 
42%, hepatic dysfunction 38%, bleeding 28%, 
reoperation 27%, neurologic dysfunction 25%, 
and respiratory failure 23Y0. l~ 

The complications related to infections was ex- 
amined in detail in the first 27 who underwent 
placement of the TAH in this country. The popula- 
tion consisted of 25 males, 2 females, mean age 
46.5 I+_ 10.3 years, body surface area 2.01 5 0.1 7 
m2" duration of implant 52 2 42 days. Initial diag- 
nosis included: ischemic cardiomyopathy 10, idio- 
pathic 10, viral 4, valvular 2, and graft failure 1. In- 
fection complications were defined as systemic 
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(evidence of leukocytosis and/or fever) or local. 
The population experienced of 64 infections, 
range O-S/patients: 45 systemic and 19 local, 3 pa- 
tients did not experienced any infection. Twenty- 
five patients reached transplantation and were 
discharged home for a survival rate of 92.6%. Two 
patients died during the bridge: one due to me- 
chanical failure and one due to infection (medias- 
tinitis). Therefore, death due to infections oc- 
curred in 3.7Y0.l~ Previous reports of the total 
artificial heart experience in the late 1980s de- 
scribed death rates as high as 40 '%0.~~ 

Although infection complications are common 
in the patients who are bridged to heart trans- 
plantation with the TAH, mortality from infections 
is 10 times less than previously reported. This 
may be the result of a better strategy for bridging 
to transplant that includes patient selection, mo- 
bilization, early central line removal, and waiting 
until all possible infections are resolved before 
proceeding to transplant. 

At the present time there are several types of 
devices that are utilized world wide with the in- 
tention of bridging patients to heart transplanta- 
tion. The CardioWest TAH is the only device of 
its kind that totally replaces the failing heart. 
When all the devices available are compared 
(Thoratec, TCI Heartmate, Novacor LVAS, and 
CardioWest TAH) as to how an effective bridge 
to transplantation they are, the results are very 
similar.17 However, it is important to consider 
that not all devices can be used in all patients. 
The device selected should be tailored to the pa- 
tient's needs. 

It is essential that the device can fit in the pa- 
tient to allow for proper functioning. The current 
guidelines to place the CardioWest TAH in a pa- 
tient and expect adequate hernodynamics in- 
clude: BSA > 1.7 m2, the distance between then 
posterior aspect of the sternum to the anterior as- 
pect of the vertebral column a t  the level of T-10 
should be at  least 10 cm. In addition, a cardiotho- 
racic ratio > 0.5 on a chest radiograph, and a left 
ventricular end diastolic diameter > 70 mm on 
echocardiogram. When a fit complication occurs 
it usually manifest itself as inflow partial occlu- 
sion. It occurs when the device partially occludes 
the inflow of blood into the device at  the level of 
the inferior vena cava right atrial junction or at  the 
level of the pulmonary veins. A complete de- 
scription of the implantation technique is found 
elsewhere.l* 

THE NEXT GENERATION OF TOTAL 
ARTIFICIAL HEARTS 

AbioCor Heart 

The AbioCor (Abiomed, Inc., Danvers, MA, 
USA) system is an electrohydaulic TAH. This de- 
vice is totally implanted and can generate outputs 
up to 10 Umin. It utilizes transcutaneous energy 
transmission system (TETS) that provides the 
power across the skin. Therefore, no drivelines 
penetrate the skin. The thoracic units consists of 
an energy converter and two blood pumps that 
totally replace the human heart. This system al- 
lows the TAH to alternate between right and left 
ventricular systole. The thoracic unit also includes 
an internal battery and a secondary coil. The in- 
ternal lining of the pump and the four trileaflet 
valves that provide unidirectional flow are con- 
structed of polyetherurethane. The stroke vol- 
ume of each ventricle is approximately 60 cc (Fig. 
4). The system is now undergoing animal studies 
and is expected clinical trails sometime between 
2001 and 2003. 

Penn State Heart 

The Penn State TAH is an electromechanical 
system that also utilizes the TETS system and is 

Figure 4. AbioCor TAH 
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Figure 5. Penn State TAH. 

implanted in the orthotopic position. The pumps 
are constructed of a polyurethane polymer with 4 
Delrin monostrut valves that maintain unidirec- 
tional flow. The stroke volume of each ventricle is 
approximately 64 cc and the unit can provide an 
output of about 8l/min (Fig. 5). It also is expected 
to start clinical trials sometime between 2001 and 
2003. 

The advances that were made in the twentieth 
century have served t o  develop devices that 
could assist the circulation. This n e w  century will 
probably bring devices that are not even imagin- 
able at this time. 
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otal Artificial Heart Bridge to Transplantation: A 9-Year 
xperience With 62 Patients 

ack G. Copeland, MD,a Richard G. Smith, MSEE,b Francisco A. Arabia, MD,a Paul E. Nolan, PharmD,c 

ouglas McClellan, BSME,b Pei H. Tsau, MD,a Gulshan K. Sethi, MD,a Raj K. Bose, MD,a Mary E. Banchy, RN,b 

iane L. Covington, RN,b and Marvin J. Slepian, MDa 

ackground: The SynCardia CardioWest total artificial heart (CardioWest TAH) is a biventricular, orthotopic,
pneumatic, pulsatile blood pump driven by an external console. For each ventricle, the length of the
blood-flow path is shorter and the inflow and outflow valves are larger than in any other
bridge-to-transplant device, resulting in greater blood flow at smaller pre-load. Such a device should
be optimal for bridging transplant candidates who have biventricular failure and for whom all other
therapies have failed. 

ethods: From January 1, 1993, to April 1, 2002, we prospectively studied 62 consecutive CardioWest TAH 
implant recipients to document safety and efficacy in bridge to transplantation. We used 
multisystem monitoring and multidrug therapy for anti-coagulation in 58 patients starting September
1, 1994. 

esults: Before implantation, patients were critically ill with biventricular heart failure. Mortality in this
group from the time of implantation until transplantation was 23%. Causes of death during device
support included multi-organ failure (6), sepsis (3), and valve entrapment (2). Forty-eight patients
underwent transplantation (77%). Forty-two survived to hospital discharge (68% of the total, 88% of
those undergoing transplantation). Adverse events included bleeding (20%), device malfunction
(5%), fit complications (3%), mediastinal infections (5%), visceral embolus (1.6%), and stroke during
support (1.6%). The linearized stroke rate was 0.068 events per patient-year. 

onclusions: Sixty-eight percent of critically ill transplant candidates for whom medical therapy failed were
bridged to transplantation with the CardioWest TAH and survived long-term. Most deaths that 
occurred during device support were related to pre-implant problems. Infection and stroke were
rare events. Therefore, we recommend the CardioWest TAH as the biventricular bridge-to-transplant
device of choice. 
J Heart Lung Transplant 2004;23:823–31. 
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he SynCardia CardioWest total artificial heart (Cardio-
est TAH) is unique among bridge-to-transplant de-

ices because it replaces all 4 valves and both ventricles
f the native heart. Orthotopic positioning eliminates 
oncerns about problems resulting from the native 
eart, such as right heart failure, arrhythmias, problems 
ith native and prosthetic heart valves, clots within the 
ative ventricles, ventricular septal defects, rejection 
nd infarction, and stone heart. Abdominal wall pocket 
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roblems seen with left ventricular assist device (LVAD) 
se, such as pocket infection, wound dehiscence, and 
astric compression, also are avoided. 
Since the first mechanical cardiac replacements, 
ore than 500 patients have undergone TAH implanta

ion.1 Four-hundred and fifty of these devices have 
imilar designs (Jarvik-70 and Symbion TAH) accounting 
or 52 of the 57 patient-years of world experience with 
AHs. In 1991, the device was renamed CardioWest 
AH. Since 2001, this TAH has been manufactured and 
upported by SynCardia Systems (Tucson, AZ). From 
991 until now, �260 CardioWest TAHs have been 
sed in bridge to transplantation for a total duration of 
5 patient-years and 60% of the world TAH experience. 
Several reports have summarized international,1–3 

ational,4 and institutional5 experiences, as well as
echnical aspects of the CardioWest TAH and of device 
mplantation.6–8  The percentage of patients who sur
ive to transplantation (70%–93%) and who are dis-
harged to home after transplantation (65%–89%) com
are favorably with percentages reported for LVADs 
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nd extracorporeal biventricular assist devices (BVADs,
7%–78% undergoing transplantation and 56%–67% dis
harged).9 

In a study comparing CardioWest TAH, Novacor left 
entricular assist system (LVAS), and Thoratec BVADs in
 population of patients who were clinically unstable, 
notrope dependent, and failed to wean and who were 
ridged to transplantation, important differences were 
ocumented.10 Respective results for CardioWest, No
acor, and Thoratec patients included survival, 75%, 
6%, and 38%; stroke, 8%, 32%, and 12%, and death 
rom infection, 2%, 13%, and 4%. Authors concluded 
hat the LVAD was best used in more stable patients 
ho had no right heart or end-organ failure. They 

hought that BVADs and TAHs were more efficacious in 
icker patients, especially those with right heart failure.
ecause of a flow limit of approximately 5 to 6 liter/min 
nd an extracorporeal position, Thoratec BVADs were 
ecommended for small patients (body surface area 
1.7 m2). Because of greater flow capacity (6 –9 liter/ 
in), the CardioWest TAH was recommended for larger 
atients (�1.7 m2) who met orthotopic fit criteria for 

mplantation. 
Physical characteristics explain differences in maxi
al flows delivered by the various devices. The inflow 

nd outflow pathway lengths and diameters are major 
eterminants of flow. The inflow cannulas of the Tho
atec are 10 to 12 mm in diameter and are considerably
onger (30 –40 cm) than are those of the HeartMate (19 

m diameter, 6 cm pathway) and the Novacor (22 mm 
iameter, 6 –9 cm pathway). Thus, a maximal flow of 5 
o 6 liter/min is standard for Thoratec. Novacor and
eartMate have a greater flow potential of 6 to 7 

iter/min in the absence of right heart failure. The
ardioWest TAH has a 27-mm inflow valve with an 

nflow pathway of approximately 4 mm, making it the 
ost favorable for high flows (7 to 9 liter/min). These 

nd other physical differences among devices explain
iffering effects in inflammation, coagulation, immu
ity, and in other physiologic systems as well as in 
nd-organ recovery. Ultimately, careful examination of 
xperiences, comparing different devices and reports 
hat document results with a single device, will deter
ine the relative utility of each of these devices. 
Since our last institutional review of results with the 

ardioWest TAH from 1993 to 1997 in 24 patients,5 as 
f April 2002, we have added 38 more patients. This 
xperience with 62 implantations continues to support 
ur confidence in this device for the rescue of mortally 

ll patients with heart failure. 

ETHODS 

able 1 lists inclusion and exclusion criteria, which
ave been previously published.5 As part of the inves-
able 1. Inclusion and Exclusion Criteria 

ategory Criterion for Inclusion 

ge �18 
ody surface area �1.7, �2.5 m2 

eart transplant candidacy Accepted or acceptable 
entral venous pressure �18 mm Hg 
ystolic blood pressure �90 mm Hg 
ardiac Index �2 liter/min/m2 

r high-dose inotropic support �2 drugs Example: �10 �g/kg/ 
min dobutamine and 
dopamine 

r intra-aortic balloon pump (IABP) IABP 
r cardiopulmonary bypass (CPB) Failure to wean from 

CPB 
r extracorporeal membrane oxygenation ECMO 
(ECMO) support 

ategory Criterion for exclusion 

nfection Evidence of active infection 
nd-organ failure Irreversible renal or hepatic failure 
anel-reactive antibody �10% 
ransplant selection criteria Any recognized contraindication 

igational device exemption (IDE) agreement, all pa
ients included in this study had to be screened and 
ound to be non-candidates for LVAD therapy before 
onsideration for TAH implantation. 
We rigorously and prospectively documented ad

erse events based on previously published5 defini
ions, briefly described in Table 2. 

Prophylactic antibiotic therapy with vancomycin was 
dministered before surgery and until chest tubes were
emoved. Other antibiotic therapy was administered
nly for culture-positive infections. 
Anti-coagulation and coagulation monitoring varied 

n the first 4 patients, but were consistent after Septem
er 1994 in 58 consecutive patients and have been 
escribed previously in detail.1,6 Multidrug treatment 
ith heparin, warfarin, aspirin, dipyridamole, and pen

oxifylline is modulated according to several monitoring
ests (Table 3). Thromboelastography, using recalcified 
hole blood, is used to titrate heparin and later Cou
adin doses to normocoagulability. The aspirin dose is

djusted by following platelet aggregation studies and
leeding times. We seek to maintain platelet respon
iveness to collagen with simultaneously decreased 
esponsiveness to arachidonic acid, adenosine diphos
hate, and epinephrine. We titrate the bleeding time to
.5 to 2 times the upper limit of normal, corresponding
o 15 to 22 minutes in our center. We use large doses of
ipyridamole (from 100 –300 mg every 6 hours) to 
tabilize platelets and follow the same tests as for 
spirin. Pentoxifylline is used empirically for its inhibi
ion of cellular adhesion molecules at a dose of 400 mg 
very 8 hours.11 
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able 2. Definitions of Adverse Events 

dverse event 

leeding Any repeat surgery for bleeding (im
tube drainage of �200 cc/hour 
�3 units of blood at �48 hours

evice malfunction Any malfunction of the implantable
it complication Inadequate device function or path

quate space for the device 
emodynamic insufficiency Cardiac index �2 liter/min/m2 or s
emolysis 2 levels of �30 mg/dl 24 hours ap
epatic dysfunction Total bilirubin �5.0 mg/dl, count a

nfection Any positive culture or clinical sign
defined as those causing death, 

eurologic event Any new episode of neurologic dys
hemorrhagic, ischemic, metaboli

eripheral thromboembolism Any non-cerebral thromboembolic 
enal dysfunction Serum creatinine �5.0 mg/dl or a
epeat surgery Any surgical procedure after impla
espiratory dysfunction Post-operative intubation for �10 

PB, cardiopulmonary bypass; TIA, transient ischemic attack. 

ESULTS 

rom January 1, 1993, until April 14, 2002, a total of 62 
atients underwent implantation of CardioWest TAHs. 
able 4 shows pre-implantation characteristics. In some 
ases, the most recent pre-implantation data (such as
eft ventricular ejection fraction, cardiac index, etc.)
vailable from the patient’s chart was listed even 
hough later, at the time of implantation, in all patients,
ither inotropic support was failing or patients were 
eceiving device support, such as with cardiopulmo
ary bypass. In other cases, such as with the 3 patients
ho failed to wean from cardiopulmonary bypass and 
ho had no measurable cardiac index, numbers were 
navailable. Thus, mean values rather than ranges, 
hich are subject to such observational problems, are 
ore useful descriptors of this population. 
Mean implant times included aortic cross-clamp time 

f 105 � 26 minutes (range, 60 –206 minutes) and 

able 3. Anti-coagulation and Monitoring 

rug/starting dose Use 

eparin (intravenous) 500 U/hour Start when chest tube draina
for 4 hours; stop when wa
met 

arfarin (oral) 2.5–5 mg/day Start at Day 7–14 when hepa
function have returned to n

spirin (oral) 81 mg/day Start at Day 1–3 depending o
of �75,000 and chest tub
ml/hour for 4 hours 

ipyridamole (oral) 75 mg every Start per NG tube on return t
6 hours 

entoxifylline (oral) 400 mg ev- Start per NG tube on return t
ery 8 hours 

G, nasogastric; TEG, thromboelastogram. 
Brief definition 

nt or transplant), any surgery requiring �8 units of blood, chest 
4 hours after surgery (implant or transplant), any transfusion of 

ter implant or transplant 
vice or of the console 
ic compression of any intrathoracic structures because of inade

olic pressure of �90 mm Hg for �4 hours 
 and �72 hours after CPB or blood transfusion 
cond event only when total bilirubin has fallen below 5.0 for 7 days 
f sepsis with negative culture (in this article, serious infections are 
tributing to death, or delaying transplantation) 
ction such as TIA, stroke, or seizure. Categories: thromboembolic, 
nd medication induced 
nt resulting in motor, sensory, or ischemic impairment 
post-implant hemodialysis 
ion 
s, or any re-intubation for respiratory dysfunction 

ardiopulmonary bypass time of 124 � 42 minutes 
range, 66 –291 minutes). At the time of surgery, blood 
omponent use averaged 2 � 3 units of packed red 
ells, 6 � 5 units of fresh frozen plasma, and 1 � 1 units 
f platelets. During the first 5 peri-operative days, blood
omponent use was 2 � 3 units of packed red cells, 2 
 3 units of fresh frozen plasma, and 1 � 1 units of 
latelets. No patients died during implantation. 
After implantation, patients were extubated within 4
 4 days (range, 0 –15), had chest tubes removed 
ithin 6 � 5 days (range, 2–31), and were discharged 

rom the intensive care unit within 12 � 9 days (range, 
–38). All patients remained in the hospital and walked 
nce or twice per day. They also exercised between 1
nd 5 times per week using Wellness Center machines,
ncluding treadmills and stationary bicycles. In a small
roup, peak oxygen consumption was in the 12 to 14 
l/kg/min range. 

Monitoring goal 

�30 ml/hour Maintain TEG coagulation index in normocoagu
in goal is lable range 

 and renal Maintain TEG coagulation index in normocoagu
al lable range 

platelet count Therapeutic platelet aggregation study and 
rainage of 30 bleeding time �15 min, �23 min 

tensive care Dose increased as platelet count increases also 
TEG angle and maximal amplitude increases 
indicate increase in dose 

tensive care Dose is decreased if patient experiences nau
sea or vomiting 
pla
at �
 af
 de
olog

yst
art
 se
s o
con
fun
c, a
eve
ny 
ntat
day
ge 
rfar
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able 4. Pre-implantation Characteristics of 62 CardioWest TAH 
ecipients 

Numeric descriptor generally as mean 
haracteristic � SD (range) 

ender 51 men, 11 women
 
ge 50 � 11 years (18–67)
 
ody surface area 2.04 � 0.18 m2 (1.68–2.80)
 
eight 86 � 13 kg (57–112)
 

eft ventricular ejection 20% � 8% (5–50%)
 
fraction 

ardiac index 1.87 � 0.48 liter/min/m2 (0.9–3.0) 
entral venous pressure 20 � 7 mm Hg (4–41) 
ulmonary vascular re- 213 � 114 dynes sec cm�5 (61–582) 

sistance 
ean arterial pressure 68 � 10 mm Hg (46–92) 
erum creatinine 1.7 � 0.7 mg/dl (0.4–5.2) 
erum total bilirubin 2.0 � 1.2 mg/dl (0.4–4.7) 
revious cardiac surgery �1 surgery, 32% (20 patients) 

Multiple surgeries, 13% (8 patients) 
eceiving cardiopulmo- 3 patients 

nary bypass (failure 
to wean) 

eceiving extracorporeal 5 patients 
membrane oxygen
ation 

re-implant cardiac ar- 17 patients 
rest as cause for im
plantation 

re-implant ventilator 19 patients 
support 

re-implant intra-aortic 11 patients 
balloon pump 

re-implant impaired 13 patients 
state of conscious
ness 

AH, total artificial heart. 

Hemodynamics returned to near normal immediately 
fter TAH implantation. The console settings included 
eft and right ventricular pressures of 190 and 70 mm
g, respectively. Heart rate averaged 125 beats/min.
acuum and percent-systole settings were �9 mm Hg
nd 53%, respectively. Central venous pressure de
reased from a pre-implant mean of 20 mm Hg to a
ost-implant mean of 12 to 14 mm Hg and remained

n that range for the duration of support. Cardiac
ndices increased from a pre-implant level of 1.87
iter/min/m2 to a post-implant range of 2.7 to 3.3
iter/min/m2. Perfusion pressure (mean systemic
ressure minus mean central venous pressure) in
reased from 48 mm Hg before implantation to 68
m Hg after implantation. 
Laboratory markers of end-organ function returned to 

ormal in 2 to 4 weeks. Serum creatinine decreased 
rom a pre-implant concentration of 1.7 mg/dl to the 
ormal range (�1.2 mg/dl) after 25 days. Blood urea 
itrogen concentration decreased from 35 mg/dl before 
able 5. Deaths During Device Support 

atient Implant days Cause of death on TAH support 

 21 Multi-organ failure 
6 124 Device failure (diaphragm rupture) 
5 3 Multi-organ failure 
6 14 Device failure (entrapment of tricuspid 

valve by central venous catheter) 
2 9 Multi-organ failure, sepsis 
4 1 Hemorrhage, pulmonary edema 
3 7 Intracranial bleed 
2 318 Multi-organ failure, sepsis 
9 2 Sepsis 
00 8 Multi-organ failure 
07 1 Pulmonary edema 
08 40 Multi-organ failure, pneumonia 
20 27 Celiac artery obstruction 
21 26 Multi-organ failure, bacterial pneumonia 

AH, total artificial heart. 

mplantation to �20 mg/dl in 45 days. Total bilirubin 
oncentration decreased from 2 mg/dl to �1.2 mg/dl 
ithin 20 days. 
After implantation, hematologic values reflected ade

uate anti-coagulation, mild hemolysis, and high normal 
latelet counts. Using the anti-coagulation regimen out

ined in Table 3, the coagulation index by thromboelas
ography remained in the normocoagulable range, the 
leeding time remained at approximately 20 minutes, and 
latelet aggregation was suppressed, except for the re
ponse to collagen. International normalized ratios ranged 
rom 2.4 to 3.0. Platelet counts increased from a pre-
mplant mean of 200,000/�l to a range of 3 to 400,000/�l. 

hite blood cell counts decreased to normal within 20 
ays. Plasma-free hemoglobin values ranged from 6 to 10 
g/dl, and hematocrit was between 24% and 26%. 
Mean time on CardioWest TAH support was 92 � 91 

ays (range, 1–413 days). Total days and years of 
upport were 5,604 and 15.5, respectively. 

Forty-eight patients (77%) survived to transplanta
ion, and 42 (68% of the total, 88% of those undergoing 
ransplantation) survived to discharge from the hospital 
fter transplantation. Fourteen patients died during 
evice support (23%). Multi-organ failure caused 7 of 
he 14 deaths. Table 5 shows other causes. 

Almost all deaths during device support occurred 
uring the first 30 days after implantation and were 
ttributed to causes relating to the poor condition of
he patients before implantation. 

After transplantation, 6 patients died (9.8%). They 
ied of graft failure,2 multi-organ failure,2 sepsis,1 and 
iffuse intravascular coagulopathy1 (Table 6). 

dverse Events 

dverse events, as defined in Table 2 are summarized in
lphabetical order. 
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able 6. Deaths After Transplantation 

Days after 
atient transplantation Cause of death after transplantation 

0 1 Graft failure 
4 17 Sepsis 
3 0 Graft failure 
5 2 Diffuse intravascular coagulopathy 
16 2 Multi-organ failure, sepsis 
23 0 Multi-organ failure, sepsis 

leeding. Seven patients required �8 units of blood at 
he time of TAH implantation. Three patients required 
3 units of blood in a 24-hour period �48 hours after 

mplantation. Twelve patients returned for a total of 13 
epeat surgeries because of bleeding (19.6%). Bleeding 
as a contributing cause of death in 1 additional patient

Patient 74). Thus, bleeding that required return to 
urgery or that caused death occurred in 13 patients 
21%), Table 7. Bleeding that caused or contributed to 
eath occurred in 3 patients (5%). 

evice malfunction. Device malfunction criteria were 
et for 27 events in 14 patients (23%). In 3 of these 
atients, death resulted (5%). One patient had a tear in 
 layer of the left ventricular diaphragm several weeks 
efore his death, at post-operative Day 123. The cause 

able 7. Repeat Surgery for Bleeding 

atient 
umber 

Post-operative 
day Previous history 

4 

20 

1 

25 

25 yo F, previous BT shunt, Fontan, Fon
severe liver dysfunction, 12-hour impl

54 yo M, laparotomy on POD 8 for ische
Required prolonged heparin anti-coag

 

3 
2 

3 

06 
04 

14 

6 

7 
7 

1 

5 
0 

5 

47 yo F, elevated liver function tests, an
lated with heparin 

57 yo M, CABG 6 years previously, rece
18 yo F, post-partum cardiomyopathy, r

heparin 
56 yo M, CABG, AVR, and mitral repair 6

viously 
60 yo M, idiopathic cardiomyopathy 
52 yo M, viral cardiomyopathy 

28 yo M with dilated cardiomyopathy an
function 

18 

13 

21 

7 

1 

1 

44 yo M idiopathic cardiomyopathy 

64 yo M, idiopathic cardiomyopathy with
trolled bleeding 

67 yo M, CABG 3 years previously 

VR, aortic valve replacement; BT, Blalock-Taussig; CABG, coronary artery byp
f this tear was not determined. It is the only diaphragm 
ear ever noted in �48 patient-years with this TAH 
odel. The other 2 patients, who accounted for 11 of 

he 27 device malfunction episodes, had central venous 
ines that entrapped the tricuspid valve of the Cardio-

est right ventricle causing pump shutdowns. All 11 
ther patients had very transient events that were for 
he most part related to driveline kinking. None of 
hose events had serious clinical consequences. 

it complication. Six events occurred in 6 patients. 
wo were associated with death (3%). The first event 
ccurred in a 25-year-old woman who had undergone 
ultiple surgeries for congenital heart disease, includ

ng 2 Fontan surgeries. Because of her small size (1.77 
2), the device was repositioned intra-operatively by 

ethering it to the 6th rib. The primary cause of death in
his patient was bleeding. The second event occurred in 
 51-year-old man with ischemic cardiomyopathy who 
ad cardiac arrest before the median sternotomy at the 
ime of implantation. After implantation, he experi
nced severe pulmonary edema, and his chest could not 
e closed. Support was withdrawn at the implant day. 
he other 4 patients underwent repeat surgeries to 
eposition their devices. Their body surfaces areas were
.9, 1.8, 1.9, and 2.1 m2. In none of those 4 did the fit 
omplication influence outcome. 

Contributed to 

Findings 
death or delayed 
transplantation 

 revision, 
 surgery 
c bowel. 
ion 

Tamponade, massive diffuse 
hemorrhage 

Cardiac tamponade at POD 25; 
then developed renal failure 
and died on POD 28 

Yes, died on POD 1 

Yes 

oagu

g heparin 
iving 

ars pre

ver dys

Right atrial tamponade 

Tamponade 
Tamponade 

Tamponade 

Tamponade 
Tamponade from bleeding ar

tery anterior mediastinum 
Tamponade 

No 

No 
No 

No 

No 
No 

No 

con

Tamponade, returned twice to 
operating room before 
bleeding was controlled 

Tamponade 

Tamponade 

No 

No 

No 

 graft; POD, post-operative day; yo, year-old. 
tan
ant
mi

ulat

ti-c

ivin
ece

 ye

d li

 un

ass
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emodynamic insufficiency. The cardiac index was 
2 liter/min/m2 or the systolic pressure was �90 mm 
g for �4 hours a total of 18 times in 13 patients; 11 of 

hese events occurred in the initial 2 post-implant 
eeks. Four of these patients underwent transplanta

ion, and the other 9 died. Among those who died,
ecreased output and hypotension were associated 
ith, but not the cause of, death in 4 patients. For the 
ther 5 who died, the definition for hemodynamic 

nsufficiency was met but was not associated with 
eath. 

emolysis. Five hemolytic events were identified in 4 
atients at post-implant Days 3, 6, 49, 205, and 306. All 
ut 1 resolved within a few days. In that case, the 
atient underwent transplantation within 3 weeks of 
he onset of hemolysis. A cause was identified in only 1 
ase, which was increased dp/dt of the left-sided pump, 
eversed by changing the console. 

epatic dysfunction. Twenty-three patients had 24 
vents. Ninety-six percent of the 24 events occurred 
ithin the first 4 post-implant days. These events were 

nterpreted as being secondary to pre-implantation ill
esses. No deaths from hepatic failure occurred. Aver
ge bilirubin concentrations returned to normal within 
5 days. 

nfections. One hundred and twenty-six infections 
ere recorded in 48 patients. Of these, 16 infections,
ccurring in 13 patients (21%), were called serious 
ecause they caused or contributed to death or delayed 
ransplantation. During the first post-implant week, 8 
nfections were associated with death, including 5 
acterial pneumonias, 2 cases of sepsis, and 1 medias
initis secondary to recent coronary artery bypass graft 
urgery. Seven patients had delayed infections: 1 gas
rostomy tube infection, 2 bacterial pneumonias, 3 
erious driveline infections (1 associated with mediasti
itis and death, and the other 2 occurred in the same 
atient who had sub-clinical mediastinitis at surgery and 
ho survived long term). Three cases of mediastinitis 
ccurred, 2 associated with death and 1 that was 
iscovered at transplantation in a patient who has 
urvived to the present time (4 years). Another oc
urred in a patient who had late Candida parapsilosis 
epsis and was treated until the time of his successful 
ransplantation. He is now well 2 years after 
ransplantation. 

eurologic events. During support, 1 patient had a 
troke with neurologic residual (linearized rate of 0.068 
vents/patient-year, incidence of 1.6%). The patient had 
 dense hemiparesis that did not resolve but did not 
revent transplantation. Two strokes occurred at the 
ime of device implantation with symptoms noted 
igure 1. Associations among the number of adverse events per 
atient, duration of total artificial heart support, and individual patient 
utcomes (died during device support, underwent transplantation [Tx]
nd lived, and underwent Tx and died). 

mmediately after surgery (3.2%). In one, the patient 
ad transient expressive aphasia; in the other, the 
atient had left-hand weakness that completely re
olved. Six transient ischemic attacks (9.8%) occurred. 
ther neurologic events included 5 seizures, 2 cases of 

noxic brain damage from central venous catheter 
ntrapment of the tricuspid valve, 3 cases of transient 
ecrease in level of consciousness, and 1 intracerebral 
emorrhage related to pre-implant cardiac arrest and 
esuscitation followed by extracorporeal membrane 
xygenation and implantation. 

eripheral thromboembolism. Two patients had 
mboli to abdominal viscera. One who had a celiac 
rtery obstruction died. Five patients had 7 transient 
isual disturbances suggestive of retinal platelet emboli.

enal dysfunction. Twelve events occurred in 12 
atients who had post-implant creatinine concentra
ions �5 mg/dl or who required dialysis or continuous 
emofiltration. All but 1 of these events occurred 
ithin the first 8 post-implant days. In 5 patients, renal 
ysfunction resolved. In 7 patients, renal failure was 
ssociated with death. 

epeat surgeries. Mediastinal repeat surgeries were 
erformed in 13 patients (21%) for 15 episodes of 
leeding or atrial tamponade and for 1 suspected fit 
roblem. All but 1 of the repeat surgeries occurred 
uring the first 2 post-implant weeks. 

espiratory dysfunction. Re-intubation was neces
ary in 16 patients. In 7 of these, respiratory failure was 
 contributing factor but not a primary cause of death. 
or the other patients, the events resolved and did not 
nfluence outcome. 

Figure 1 shows the associations among numbers of 
dverse events for each patient, duration of support,
urvival during device support, and survival after trans
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igure 2. Adverse events (AEs) vs days after implantation and after 
ransplantation (n � number of patients at risk during the designated 
ime period).TAH, total artificial heart; TX, transplantation; UMC, 
niversity Medical Center. 

lantation until discharge. Almost all deaths during 
mplant support occurred within 1 month. Almost all of 
hose who died after transplantation had durations of 
upport of �150 days. Thus, it seems that the times of 
reatest risk are immediately after implantation and 
fter transplantation. In the later group, 83% had been 
upported for at least 150 days. Figure 1 also documents 
he total number of adverse events for each patient.
ost patients had 3 to 6 adverse events whether or not 

hey survived. Figure 2 plots total adverse events per 
ay vs time after implantation. There were 0.4 adverse 
vents per patient-day during the first post-implant 
eek. The incidence decreased to 0.02 events per 
atient-day from Day 31 until explantation and then 

ncreased to 0.06 events per patient-day from the time 
f transplantation to 30 days after transplantation. 

ISCUSSION 

n this study, the patients selected for bridge to trans
lantation with the SynCardia CardioWest TAH were 
ritically ill. All were either bound for the intensive care 
nit, decompensating with high-dose inotropic sup
ort, or worse. They were judged to be dying with 
lmost no chance of survival to transplantation. In this 
tudy, inclusion criteria (Table 1) and pre-implantation 
haracteristics (Table 4) document that these patients 
ere well beyond New York Heart Association Class IV 

tatus. All patients were ruled out for LVAD support 
efore TAH implantation. Preliminary control data from
he CardioWest IDE National study support the idea 
hat candidates for CardioWest TAH bridge to transplan
ation have no chance to survive unless they are fortu
ate enough to undergo transplantation within a few
eeks. All controls from that study were either dead 

70%) or had undergone transplantation (30%) by the
nd of 6 weeks from meeting study entrance criteria. In
ontrast, 80% of CardioWest-supported patients in that 
tudy were alive with device support for �40 weeks 
rom implantation and approximately 80% underwent 
ransplantation. 

After implantation, increased cardiac indices of 2.7 to 
.3 liter/min/m2 with central venous pressures in the 
ange of 12 to 14 mm Hg were maintained. The 
bserved cardiac outputs are greater than those seen in 
ur institution with Thoratec, Novacor, HeartMate, and 
ion Heart devices. After implantation, early extuba
ion, ambulation, and discharge from intensive care unit
ere documented. All surviving patients participated in
aily exercise programs. Renal dysfunction was rare (12 
ases of which 5 resolved), and similar to hepatic 
ysfunction, it was observed early after implantation 
nd returned to normal organ function in approxi
ately 1 month. 
In our patients, after a mean support time of 92 days, 

7% of patients underwent transplantation, and 88% of
hose (68% of the total) survived. After implantation of
he CardioWest TAH, most deaths occurred in the first 
 weeks and were related to pre-implantation condi
ions. One stroke occurred during device support (lin
arized stroke rate of 0.068 events per patient-year) and 
 cases of mediastinitis occurred: 1 early and associated 
ith pre-implantation coronary bypass and repeat sur

eries, 1 late and contributing to death at the time of
ransplantation, and 1 found incidentally at transplanta
ion in a long-term survivor. Repeat surgery for bleeding
as necessary in 19.6% of patients, and bleeding con

ributed to death in 3 patients. 
In our comparative study of CardioWest, Novacor, 

nd Thoratec in bridge to transplantation,10 we docu
ented survivals to transplantation in 75% of Cardio-
est recipients, in 56% of Novacor recipients, and in

8% of Thoratec recipients. All these patients were 
rom our program and were chosen for device support 
sing similar criteria. Therefore, we have come to rely
n the CardioWest as a dependable device of choice for
escuing very sick patients. 

Compared with the recent data for the HeartMate 
ulticenter study,12 survival to transplantation was 10% 

etter and long-term survival was 11% better with the 
ardioWest TAH. In the HeartMate study, 48% of pa

ients either bled to death or underwent repeat surgery
or bleeding. In our study, 5% of patients had bleeding 
s a contributing cause of death and 19.6% underwent 
epeat surgery for bleeding. Thus, the incidence of
leeding is twice that with the HeartMate. Device 
alfunction is another category in which a significant 

ifference is seen. With HeartMate, 435 device-malfunc
ion events occurred in 280 patients (1.6 per patient) or
.2 events per 100 patient-days. In our study, 27 events 
ccurred, or 0.4 events per patient, and in fact, only 14 
atients had documented events (23%). Three of the 
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atients accounted for �50% of those events; therefore, 
rue device malfunction was rare. In the HeartMate 
tudy, 12% of patients had thromboembolic neurologic 
vents; in our study, combining all strokes (including 
hose associated with implantation or transplantation) 
nd all transient ischemic attacks, 14.6% of patients had 
vents, an incidence similar to that of the HeartMate, 
he device claimed to have the lowest thromboembolic 
ate. Further, in this experience, only 1 event resulting
n permanent neurologic deficit occurred during device 
upport. Therefore, the linearized rate for such events is 
.068 strokes per patient-year of device support, a rate 
pproaching that expected with mechanical mitral or 
ortic valves. 

Compared with the AbioCor TAH (Danvers, MA), a 
estination therapy device proclaimed as state of the 
rt, the SynCardia CardioWest TAH has great advan
ages. It is 50% the size in the orthotopic position 
CardioWest, 400 ml; AbioCor, 800 ml). It weighs 7 
imes less than AbioCor (CardioWest, 160 g; AbioCor,
,090 g). Both of these factors are extremely important 

n fitting the device into the patient. For the CardioWest 
AH, an adequate fit is critical to preventing compres
ion of the inferior vena cava and of the left pulmonary
eins. Therefore, fit criteria including a body surface 
rea of �1.7 m2 and a large heart (left ventricular 
nd-diastolic diameter of �70 mm) have been pub
ished repeatedly. The CardioWest TAH has 2 ventricles 
hat are implanted sequentially and can be moved with
espect to each other, making a variety of positions
ossible and facilitating implantation. This is not the
ase with the larger, single-body AbioCor. Adequate
tting of the AbioCor has yet to be demonstrated, and
ompression of the left lower lobe is expected in all
ut the largest patients with the largest hearts.
ardioWest TAH has a greater stroke volume and
utput (CardioWest, 70 ml stroke volume and output
ange of 7–9 liter/min; AbioCor, 35– 60 ml stroke
olume and output range of 4 – 8 liter/min). The
ardioWest TAH is capable of functioning without
egative pressure, and even when negative pressure

s used to increase the rate of ventricular filling, it is
rivial. The AbioCor heart generates up to �40 mm
g at the atrial level, creating a new intrathoracic
athophysiology known as “atrial suck down,” indi
ating atrial collapse into the atrioventricular valve.
inally, routine long-term survival with the Cardio-
est TAH has been documented in this bridge-to

ransplantation study. Unfortunately, at this early
tage, we have yet to see routine long-term survival
ith the AbioCor. 
The SynCardia CardioWest TAH is the device of

hoice for bridge to transplantation in patients who
re critically ill, deteriorating, inotrope dependent,
nd have biventricular failure. It is a simple pneu
atic device that is easily implanted in correctly

elected patients. It replaces all 4 valves and both
entricles of the native heart. It allows for early
xtubation and discharge from intensive care, return
f end-organ function, and has notably fewer inci
ences of bleeding, infection, and thromboembolism.
he existence for �20 years of a portable driver
ompatible with the CardioWest TAH makes it a
ikely destination therapy. Three patients in Germany
re currently living at home with portable drivers
unning CardioWest TAHs. The current CardioWest
AH, emanating from the original destination therapy

rials starting in 1982,13 is a valuable tool for cardiac
ransplantation programs now and seems to hold the
reatest promise for permanent TAH therapy for
nd-stage heart disease in the future. 
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Background. The use of ventricular assist devices 
VAD) has become a widely accepted therapeutic option. 
owever, there are still limitations to the patient collec

ive eligible for VAD placement, who might therefore 
enefit from the implantation of a total artificial heart. 
e present the first German single-center experience 
ith the CardioWest total artificial heart (TAH) (SynCar
ia Systems, Tucson, AZ) in 42 patients. 
Methods. Between February 2001 and December 2003, 

2 patients (37 men, 5 women, mean age 51 � 13 years) 
eceived a TAH at our Center. Their body surface area 
anged between 1.5 and 2.4 (mean, 1.9 � 0.19) m2. All 
atients were in persistent cardiogenic shock in spite of 
aximum inotropic support and had numerous preoper

tive risk factors (intraaortic balloon pumping, mechan
cal ventilation, acute renal failure, previous cardiac 
urgery, recent cardiopulmonary resuscitation). 

Results. Duration of support was 1 to 291 days. Eleven 

atients (26%) underwent successful transplantation; 9 of 

ardiovaskularchirurgie, Herzzentrum NRW, Georgstr. 11, 32545 Bad 
eynhausen, Germany; e-mail: abanayosy@hdz-nrw.de. 
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hem could be discharged home. Twenty-two patients 
ied under support, 21 of them from multiple organ 
ailure and 1 patient from a technical problem. Nine 
atients are still on the device, 4 of them at home after the 
riginal CardioWest console was replaced by the Berlin 
eart EXCOR driver (Berlin Heart, Berlin, Germany). 
xceptional results were achieved in patients with car
iogenic shock after cardiac surgery or after acute myo
ardial infarction. 

Conclusions. Against the background of the extremely 
oor preoperative situation of our patients, the overall 
urvival rate of 48% can be considered as favorable. A 
rospective, randomized study is planned to find out 
hether patients with idiopathic dilated or ischemic 

ardiomyopathy are more likely to benefit from a biven
ricular assist device or a total artificial heart. 

(Ann Thorac Surg 2005;80:548–52) 

© 2005 by The Society of Thoracic Surgeons 
he problems resulting from an increasing number of 
people suffering from congestive heart failure are 

ell known. Although a variety of therapeutic options are 
vailable, end-stage heart failure in a significant number 
f these patients still requires heart transplantation, a 
rocedure widely accepted but facing an enormous 
hortage in donor organs. In the last two decades, nu
erous ventricular assist devices (VAD) have been de

eloped and in the meantime are in routine clinical use in 
any centers worldwide as a bridge to, and even an 

lternative to, transplantation. However, there are still 
ome limitations to the patient collective eligible for VAD 
lacement. These patients might benefit from the im
lantation of a total artificial heart (TAH). 
In the past decades, several attempts were made to 
anufacture a TAH, the use of which in its early days, 

owever, was associated with high rates of infection and 
hromboembolism. A modified version of the Jarvik-7 
otal artificial heart (CardioWest Total Artificial Heart 
SynCardia Systems, Tucson, AZ]) [1] has, meanwhile, 

ccepted for publication Feb 28, 2005. 

ddress reprint requests to Dr El-Banayosy, Klinik für Thorax und 
een implanted in about 300 patients worldwide. In the 
ollowing we present the first German experience with 
he CardioWest TAH implanted in 42 patients in our 
enter. 
The CardioWest TAH is a biventricular orthotopic 

neumatic pulsatile pump with two separate artificial 
entricles that take the place of the native ventricles. 
ire-reinforced air conduits covered with Dacron in the 

ransabdominal wall pathway connect to longer drive
ines and to an external console. This console is mobile by 
irtue of batteries and compressed air tanks, allowing the 
atient freedom to move about the hospital or other care 

acilities. 
The two artificial ventricles, although differing in the 

pacing and angulations of the inflow and outflow valves 
nd the entry sites for the conduits for the left and right 
ides, are basically the same in construction. Each has a 
igid spherical outer “housing” that supports a seamless 
lood-contacting diaphragm, two intermediate dia
hragms, and an air diaphragm, all made of segmented 
olyurethane, and separated by thin coatings of graphite. 
he inflow (27 mm) and outflow (25 mm) Medtronic-Hall 
alves (Medtronic Inc, Minneapolis, MN) are mounted 

n the housing. The diaphragm excursion is essentially 

0003-4975/05/$30.00 Doc 55
doi:10.1016/j.athoracsur.2005.02.084 

mailto:abanayosy@hdz-nrw.de


Ann Thorac Surg 
2005;80:548–52 

T
I

D
I
P

F
A

P

P
T

T

f
v

t
o
t
s
v
b

o
t
T
m

P

S
S
C
s
s
g
a
m
a
w
i
p
b
r
m
i
t
i
v
i
f

P
B
(

EL-BANAYOSY ET AL 549 
CARDIOWEST TOTAL ARTIFICIAL HEART 

y
i
r
s
h
w
a
e
1
8
e
p
m
(
p
p
h
(
h
2
t
b
c
(
n
s
r
g
r
n
s
h
U
b
W
t
t

T

C
C
M

P

P

S

W
P
B
C
B
L
A

C
A

R
D

IO
V

A
S

C
U

L
A

R

 

able 1. Outcome After CardioWest (SynCardia) 
mplantation With Regard to Etiology of Heart Failure 

Implants Tx-ed Ongoing Death 

ilated cardiomyopathy 10 1 2 7 

schemic cardiomyopathy 10 2 2 6 

ostcardiotomy heart 5 3 1 1 
failure 

ulminant myocarditis 4 1 1 2 

cute myocardial 10 4 3 3 
infarction 

rimary graft failure- 2 2 
rejection 

ulmonary hypertension 1 1 

otal 42 11 9 22 

x-ed � transplanted. 

rom one wall of the housing to the other, allowing the 
entricle to fully fill and fully eject nearly 70 mL per beat. 
A flexible polyurethane-lined inflow connector is sewn 

o the atrial cuff of the recipient heart, and then snapped 
n to the inflow valve mount of the artificial ventricle. On 
he outflow side, the Dacron outflow connectors are 
napped on to the outflow valve mounts of the artificial 
entricle after the distal connector anastomoses have 
een completed. 
The external console consists of two pneumatic drivers, 

ne primary and one back-up, transport batteries, air 
anks, and an alarm and computer monitoring system. 
he CardioWest TAH was granted CE approval in Ger
any in 2000. 

atients and Methods 

election Criteria 
ince the CardioWest TAH became available at our 
enter in February 2001, our previously published [2] 

election criteria for patients scheduled for biventricular 
upport have been modified. Patients with severe cardio
enic shock resulting in extensive multiple organ failure 
nd a body surface area of more than 1.5 m2 are now 
ore likely to receive the CardioWest TAH. This also 

pplies to patients after massive myocardial infarction in 
hom a left ventricular or biventricular device cannot be 

mplanted for technical or surgical reasons. Furthermore, 
atients with postcardiotomy heart failure, who have 
een supported with other ventricular assist devices for a 
easonable period of time and do not show any signs of 

yocardial recovery, receive the CardioWest after hav
ng been evaluated and approved for heart transplanta
ion. In addition, implantation of the CardioWest is 
ndicated in patients with intracardiac shunts or left 
entricular thrombi, which make them ineligible for VAD 
mplantation, and in selected cases with primary graft 
ailure or rejection. 

atients 
etween February 2001 and December 2003, 42 patients 
37 men, 5 women, aged 15 � 74 years; mean age, 51 � 13 
B

ears ) out of a total of 118 patients undergoing mechan
cal circulatory support (18 of them with Thoratec [Tho
atec Laboratories Corp, Pleasanton, CA] biventricular 
upport) received a CardioWest TAH at our Center. Their 
eight ranged from 151 to 192 (mean, 176 � 11) cm, their 
eight from 46 to 113 (mean, 79 � 13) kg. Body surface 

rea was 1.5 to 2.4 (mean, 1.9 � 0.19) m2. Left ventricular 
nddiastolic diameters ranged from 38 to 90 (mean, 67 � 
4) mm, left ventricular endsystolic diameters from 31 to 
2 (mean, 60 � 14) mm. The patient cohort, with regard to 
tiology of heart failure, is described in Table 1. All 
atients were in persistent cardiogenic shock in spite of 
aximum inotropic support. Twenty-eight patients 

67%) had been under intraaortic balloon pumping, 31 
atients (74%) were under mechanical ventilation, 22 
atients (52%) had undergone continuous venovenous 
emofiltration because of acute renal failure, 21 patients 

50%) had previous cardiac surgery, and 19 patients (45%) 
ad undergone cardiopulmonary resuscitation within the 
4 hours prior to CardioWest implantation. Fifteen pa
ients (35%) had been on mechanical circulatory support 
efore for a mean duration of 48 hours (femorofemoral 
ardiopulmonary bypass, n�11; Thoratec, n�2; Abiomed 
ABIOMED, Inc, Danvers, MA), n�1; centrifugal pump, 
�1). Thirteen of these patients had received a device for 
hort-term support under resuscitation conditions, but 
equired long-term assistance later. One patient with 
iant cell myocarditis had initially been on femorofemo
al cardiopulmonary bypass for 5 days. Since he showed 
o recovery, he was switched to Thoratec biventricular 
upport with biatrial cannulation because of the short 
istory of heart disease and the young age of the patient. 
nfortunately, after another 7 days of support, a throm
us was detected in the left ventricle leading to Cardio-
est implantation. In the other patient supported with 

he Thoratec system after acute myocardial infarction, 
hrombus formation in the left ventricle was also ob-

able 2. Preimplant Hemodynamic and Laboratory Data 

Range Mean/Median 

ardiac index (L/min/m2) 1.2–3.4 2.0 � 0.7 

entral venous pressure (mm Hg) 8–25 13 � 5 

ean pulmonary artery pressure 18–55 32 � 9 
(mm Hg) 

ulmonary capillary wedge 12–32 22 � 6 
pressure (mm Hg) 

ulmonary vascular resistance 
(dyn · sec · m5) 

107–534 298 � 120 

ystemic vascular resistance 
(dyn · sec · m5) 

545–1,905 1065 � 458 

hite blood count (g/dL) 6.5–29.5 13.4 � 5.2 

latelets (� 1,000) 24–326 137 � 85 

lood urea nitrogen (mg/dL) 24–133 65 � 29 

reatinine (mg/dL) 0.4–11 2.1 � 1.9 

ilirubin (mg/dL) 0.4–8.8 2.5 � 2.5 

actate dehydrogenase (U/L) 274–21,000 median, 607 

lanin aminotransferase (U/L) 12–20,000 median, 94 
rain natriuretic peptide (pg/mL) 40–2,713 median, 458 
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able 3. Complications Under Support 

Complication Incidence 

leeding 9 (21%) 
eexploration 8 (19%) 
hromboembolic 0.04 events/patient month 

Transient ischemic attacks 2 (5%) 
Cerebrovascular disorders 1 (2.3%) 
Cerebral bleeding 1 (2.3%) 
cute renal failurea 3/20 (15%) 
iver failure 11 (26%) 
ystem-related infection 

Driveline 3 (7%) 
Mediastinitis 2 (5%) 
bdominal operations 4 (9%) 
emolysis 3 (7%) 
neumonia 5 (12%) 

 In 20 patients without preoperative renal failure. 

erved after 7 days of support, which made a system 
hange necessary. Preoperative hemodynamic and labo
atory data are summarized in Table 2. 

Since October 2003, a modified version of the Berlin 
eart EXCOR driver (Berlin Heart, Berlin, Germany) [3] 
as been available for clinical trial at our Center and has 
eplaced the bulky console in our last seven patients 
eceiving the CardioWest device. 

nticoagulation Protocol 
uring the first 24 hours postoperatively, the patients 

eceive no anticoagulation. On postoperative day (POD) 
, heparin administration is started if blood loss is less 
han 50 mL/h over 3 consecutive hours (partial thrombo
lastin time [PTT] target: 50 seconds). A thromboelasto
raphic (TEG) analysis is performed to identify patients 
ith hypercoagulability (maximal amplitude � 68 mm), 
ho additionally receive 1 mg/kg acetylsalicylic acid 

ASA). On POD 2, heparin dosage is increased to adjust 
TT to 60–70 seconds. Repeat TEG is performed to 
valuate the effect of ASA administration, which might 
e adjusted to achieve the recommended platelet inhibi

ion level of 70%. This medication is continued until two 
eeks postoperatively. If ASA turns out to be ineffective, 

t is replaced by clopidogrel, the effect of which is also 
erified by TEG to achieve a degree of inhibition of 
reater than 40%. Two weeks after surgery, heparin is 
eplaced by warfarin (Coumadin), and ASA, or clopi
ogrel medication is continued. 

ntibiotic Protocol 
ur antibiotic prophylaxis is the same as with other assist 
evices and consists of a short-term prophylactic admin

stration of cephalosporin (Cefazolin) (3 � 2 g daily) in all 
atients until all drains are removed. Further infections 
re treated according to the antimicrobial sensitivity test. 
n patients who had been on antibiotic treatment prior to 
mplantation, their regime is replaced by vancomycin, 
nd tazobactam plus piperacillin for at least 4 weeks. 

ntimycotic prophylaxis was not performed routinely. b
esults 

he implantation procedure was uneventful in all pa
ients without any intraoperative fatality. Eight patients 
most of them after acute myocardial infarction) had fit 
roblems and chest closure was only possible on PODs 
–5. Three of these patients had a body surface area less 
han 1.7 m2. However, fit problems were not observed in 
hree other patients with a body surface area less than 1.7 

2. A bleeding complication defined as blood loss 
reater than 1,500 cc · m2 · 24 hours occurred in 9 patients 
21%) with 8 of them needing reexploration. This bleed
ng complication was not surgery-related but was due to 
he fact that 35% of our patients had been on mechanical 
irculatory support before with subsequent coagulation 
isorders. Liver failure as defined by bilirubin greater 

han 10 mg/dL and transaminase three times as high as 
he normal value was found in 11 patients (26%) needing 

olecular adsorbent recirculating system therapy. Renal 
ailure requiring renal replacement therapy occurred in 3 
f 20 patients, who had no renal failure preoperatively. 
our patients underwent abdominal surgery on the de
ice for mesenteric ischemia. Hemolysis as defined by 
lasma-free hemoglobin of greater than 50 mg for more 

han 12 hours was found in 3 patients (Table 3). These 
atients usually had systemic hypertension thus needing 
igher driving pressures. Hemolysis could be resolved by 
educing the driving pressure in combination with anti
ypertensive agents. 
There were two system-related technical problems. 
ne patient was observed to have a significantly higher 

ight than left pump output with increasing signs of 
ulmonary congestion and weight gain after 6 months of 
upport. Transthoracic and transesophageal echocardi
graphy did not provide an explanation for this develop
ent. He was given diuretics, which improved his pul
onary congestion but the high right pump output 

emained. Fortunately, a suitable donor organ made 
mmediate cardiac transplantation possible. When inves
igating the pump, a diaphragm layer on the blood side 
ithin the pump turned out to have ruptured with 

ubsequent thrombus formation in the intermediate 
oom. The patient is now doing well at home after cardiac 
ransplantation. In another patient, who died after 5 days 
f support, the central venous catheter wedge had acci
entally been advanced into the tricuspid valve leading 
o valve dysfunction with consecutive circulatory
ollapse. 

Duration of support was 1 to 291 (mean, 86 � 89; 
edian, 51) days. Altogether, 11 of 42 patients (26%) 

nderwent successful cardiac transplantation with 10 
eing discharged home. One patient died from an infec

ion one week post heart transplantation (HTx). Another 
atient, who had been discharged from hospital, died 6 
onths after the procedure from acute rejection. Survival 

n those 9 patients being discharged is 2 to 25 months. 
wenty-two patients (52%) died under support, 13 of 

hem from multiple organ failure after 1 to 68 days of 
upport, ie, the preexisting organ dysfunction could not 

e resolved, 3 patients from mesenteric ischemia (72 to 
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67 days), 2 patients each from sepsis and multiple organ 
ailure (26 and 87 days), and from cerebral bleeding (52 
nd 56 days), and one patient each from multiple organ 
nd respiratory failure (37 days) and from a technical 
roblem after 5 days. Mean duration of support among 
urvivors to cardiac transplantation was significantly 
ower (174 � 87 days) than in nonsurvivors (43 � 52 days). 

ine patients are still on the device, 5 of them within the 
ospital, whereas 4 patients could be discharged home 

or a mean duration of 42 days while on the device after 
he original CardioWest console was replaced by the 
XCOR Berlin Heart driver. Of those 15 patients who 
reviously had been supported by a different assist 
evice, 6 patients underwent cardiac transplantation, 5 of 

hem were discharged from hospital. The patient with 
iant cell myocarditis supported with three different 
evices is doing well at home. Table 1 details the results 
ith regard to etiology of heart failure. 

omment 

lthough a variety of devices for mechanical circulatory 
upport have become available, patients with intracar
iac thrombi or shunts, structural damage to the heart, or 
ongenital heart defects are not eligible for the implan
ation of these assist devices but need a total artificial 
eart in case of endstage heart failure. This paper de
cribes the application of the CardioWest TAH in one of 
he sickest patient cohort receiving mechanical circula
ory support ever reported as shown by their preimplant 
emodynamic and laboratory data. In our recent report 
n patients bridged to cardiac transplantation with the 
horatec VAD system, preoperative ventilation was 
hown to be an independent risk factor of death [4]. In
he present CardioWest collective, 74% of patients had 
een on mechanical ventilation preoperatively. 
In his recently published paper on 81 patients receiv

ng the CardioWest TAH, Copeland and colleagues [5] 
eported on a survival to transplantation of 79%, which is 
arkedly higher than that of our collective. However, 

either collective is comparable in terms of preoperative 
isk factors. The Copeland group excluded patients from 
AH implantation with a previous vascular assist device 
r dialysis 7 days before. In contrast, 35% of our patients 
ad been on mechanical circulatory support before and 
2% had undergone dialysis for renal failure. Further
ore, the incidence of intraaortic balloon pumping (36% 

n the Copeland collective vs 67% in our collective), 
echanical ventilation (42% vs 74%), previous cardiac 

urgery (38% vs 50%), and previous cardiopulmonary 
esuscitation (37% vs 45%) was significantly higher in our 
roup. 
In view of the extremely poor preoperative status of the 

atients presented, the overall survival rate of 48% 
mong these patients can be considered as a favorable 
esult. The main cause of death in our experience was a 
reimplant multiple organ failure, which turned out to be 

rreversible after CardioWest implantation. However, an 
xceptional outcome was found in patients with acute 

yocardial infarction (AMI) and with postcardiotomy d
eart failure. Duration of support among survivors with 
MI etiology was 185 � 60 days compared to 39 � 54 days 
mong nonsurvivors, which is comparable to the support 
imes in the total collective. Patients with these etiologies 
ecame acutely sick and their organs did not suffer from 

ong standing low output syndrome compared to patients 
ith a chronic disease like idiopathic dilated or ischemic 

ardiomyopathy (79% fatalities). Furthermore, severe 
ardiogenic shock after AMI is usually associated with a 
igh release of cytokines [6]. We assume that the removal 
f the heart might limit the production of cytokines, 
hich are made responsible for end-organ failure. This 
ypothesis is the subject of further investigation at our 
enter. 
The body surface area (BSA) always is a main issue 
hen implanting a total artificial heart. In our cohort, 6 
atients had a BSA of less than 1.7 m2, which resulted in 
 fit problem in 3 patients only with two survivors (one 
ith a fit problem). However, the fit problems were more 

ikely to be associated with the etiology of the disease 
AMI, postcardiotomy cardiogenic shock) than with BSA. 
evertheless, the number of this subgroup is too small to 
ake any meaningful conclusions. 
Regarding the clinical status at the time of HTx, TAH 

atients are accepted for HTx as soon as they have no 
rgan dysfunction. In general, they do not have a higher 
riority in organ allocation than other patients, except for 

echnical problems, uncontrolled infection, or repeated 
ransient ischemic attacks. 

Despite a less sophisticated anticoagulation protocol as 
escribed by LePrince and colleagues [7] and Copeland 
nd colleagues [8], and considering the more activated 
latelet function in TAH patients compared to those 
upported with other ventricular assist devices, the inci
ence of thromboembolic complications in our very sick 
ohort was only 0.04 thromboembolic events per patient 
onth, which proves the low thrombogeneity of the 

ystem. Similarly, infectious complications were ob
erved less frequently when compared with other sys
ems for mechanical circulatory support [2, 9]. The inci
ence of liver failure is comparable to that observed 
mong patients supported with the Thoratec biventricu
ar device [2], although the TAH collective had higher 
reoperative risk factors. However, bilirubin values 6 and 
4 days after implantation were higher among Thoratec 
atients and had generally normalized after 30 days of 
upport. The bilirubin values obtained 14 days postim
lantation differed significantly between survivors (1.7 � 
 mg/dL) and nonsurvivors (5.2 � 10 mg/dL) (p � 0.01). 

In our institution, patients who suffer from fulminant 
yocarditis and are in need of mechanical circulatory 

upport usually receive a ventricular assist device as a 
ridge to recovery. However, four patients of our cohort 
ad suffered fulminant myocarditis; in three of them a 
iant cell myocarditis was present, which makes a recov
ry very unlikely. The other patient had been supported 
ith a different device due to severe cardiogenic shock 

nd was switched to the CardioWest because of throm
us formation in the left atrium. This patient, however, 

ied from multiple organ failure. 
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Our experience strongly recommends the further eval
ation of the total artificial heart concept in the manage
ent of patients with cardiogenic shock after acute 
yocardial infarction and postcardiotomy heart failure. 
s far as other patients (eg, with idiopathic dilated or 

schemic cardiomyopathy) are concerned, a prospective, 
andomized study is highly recommended to find out 
hether they are more likely to benefit from a total 

rtificial heart or from biventricular support. 

rant support was given by the German Association of Organ 
ecipients (Registered Association). 
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atients With a Body Surface Area Less Than 1.7 m2 Have a 
ood Outcome With the CardioWest Total Artificial Heart 

ascal Leprince, MD, Nicolas Bonnet, MD, Shaida Varnous, MD, Actar Rama, MD, Philippe Léger, MD, 
lexandre Ouattara, MD, Marc Landi, MD, Jacques Szefner, Iradj Gandjbakhch, MD, and Alain Pavie, MD 

ackground:	 A body surface area (BSA) of 1.7 m2 was considered as the lower limit to implant a CardioWest Total 
Artificial Heart (TAH). We reviewed our experience with the TAH in patients with a BSA of less than
1.7 m2. 

ethods: From April 1986 to May 2003, among 149 patients implanted with a TAH in our institution, 30 had a BSA 
of less than 1.7 m2 (Group I). Results were compared with the remaining 119 patients (Group II). 

esults:	 One patient in Group I experienced a fitting problem and was left with the chest open. Otherwise,
in this group, the Day 1 cardiac index averaged 3.6 � 0.6 liter/min/m2, which was significantly
higher than the 2.8 � 0.36 liter/min/m2 observed in Group II. Post-implantation central venous 
pressure and mean arterial pressure were similar in both groups: 14.7 � 3.8 mm Hg vs 14.5 � 4 mm
Hg and 87 � 23 mm Hg vs 88 � 19 mm Hg, respectively. In Group I, survival on the device 
dramatically increased from 9% before 1992, to 36% between 1992 and 1997 and finally reached 75%
after then. In the meantime, for the same time periods, global survival to hospital discharge
increased from 9% to 36% and reached 50% after 1997. In Group II, global survival to hospital
discharge was 25.5% before 1992, 34.6% between 1993 and 1997, and reached 52% thereafter. 

onclusion:	 The CardioWest TAH can be used in patients with a BSA between 1.5 m2 and 1.7 m2 with few fitting 
problems. In this group of patients, results are similar to those obtained in patients with a BSA
greater than 1.8 m2. J Heart Lung Transplant 2005;24:1501–5. Copyright © 2005 by the International

Society for Heart and Lung Transplantation. 
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he CardioWest Total Artificial Heart (TAH) (SynCardia 
ystems, Tucson, AZ) is a very efficacious device to 
ridge  to  transplantation  patients  with  severe  biven
ricular  failure.1,2  However,  the  TAH  is  implanted  ortho-
opically into the chest; therefore, the pericardial cavity
as to be big enough to avoid vein compression leading 
o impairment of the filling of the device once the chest 

2 s closed. A body surface area (BSA) of 1.7 m was	
onsidered as the lower limit to implant a CardioWest
AH and in an early experience, we reported that a 
mall BSA was a risk factor of death in patients sup-
orted  with a  TAH.3 Since  that  report,  many  small 
atients have benefited from TAH support in our insti
ution, and recent results have dramatically improved. 

rom the Cardiothoracic Surgery Department, La Pitié-Salpétrière 
ospital, Paris, France. 
Submitted June 28, 2004; revised December 23, 2004; accepted 

anuary 12, 2005. 
Reprint requests: Pascal Leprince, MD, Service de chirurgie Thora-

ique et Cardiovasculaire, Institut du cœur, 47-83 Bd de l’hôpital, 
5013 Paris, France. Telephone: 33 1 42 16 56 32. Fax: 33 1 42 16 56 29. 
-mail: pascal.leprince@psl.ap-hop-paris.fr 
opyright © 2005 by the International Society for Heart and Lung 
ransplantation. 1053-2498/05/$–see front matter. doi:10.1016/ 
.healun.2005.01.016 G
ETHODS AND PATIENTS 

rom April 1986 to May 2003, 149 patients were
ridged to transplantation with a Jarvik-7 (CardioWest) 
AH. Among them, 30 patients had a BSA of less than 
.7 m2 (Group I) and are the subjects of this report. 
here were 20 men and 10 women, with a mean age of 
4 � 18 years (11–55). Results were compared with the 

2ther 119 patients with a BSA greater than 1.7 m
Group II). The Group II patients were 108 men and 11 
omen with a mean age of 40 � 12 years. For the entire 

ohort, 11 patients were younger than 25 years old, and 
he etiology	 of advanced heart failure was mostly
ilated cardiomyopathy (n � 111; 74.5%), either idio
athic (n � 72) or ischemic (n � 39). In Group I, 9
atients (30%) had the following various indications:
cute cardiac graft rejection (3), congenital (2), post-
ardiotomy (2), hypertrophic (1) and post-partum car-
iomyopathies (1). Seven patients, including transplan-
ation patients, had undergone previous cardiac
urgery. In Group II, 29 patients (24%) had miscella-
eous indications. 
All patients had terminal biventricular failure despite 

igh-dose intravenous inotropic support. Pre-operative
ata  are  summarized  in  Table  1.  Patients  in  Group I  had
 significantly lower body mass index (BMI) than in

roup II. In the early experience, many patients were 
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able 1. Hemodynamic Data in Group I and II Before and After Impla

Group I 

VP (mm Hg) 
P (mm Hg) 
AP (mm Hg) 
I (Liter/min/m2) 
MI (kg/m2) 

Before implantation 

21 � 8 
31 � 7 
69 � 10 

1.83 � 0.62 
20.2 � 2.1 

After im

14.7 
N

86.9 
3.48 

—

VP, central venous pressure; WP, capillary wedge pressure; MAP, mean arte

eferred in an immediate life-threatening condition.
hey thus received an implant within less than 12 hours 
fter arrival. More recently, patients were transferred 
arlier, and when possible, we tried to optimize inotro
ic support by using a Swan-Ganz catheter and echo-
ardiography. The reason for using the TAH in these 
atients instead of a pneumatic paracorporeal device
as the severity of the biventricular failure and the 
nset of multiorgan failure in most of them. 
The BSA was not taken into account as long as the 

atient had at least a moderately dilated heart. Surgical 
echnique  was  similar  in  Groups I  and  II.4 However, 
efore closing the chest in small patients, it was some
imes useful to open the left pleural space to tilt the 
AH to the left and avoid anteroposterior compression 
Figure  1).  The  ejection  tubes  were  cut  long  enough  (6
o 6.5 cm) to allow this maneuver. This technique was
articularly useful in patients with BSA between 1.5 and 
.6 cm2 (n � 10). 
A dedicated physician (Dr. Szefner) managed anti

oagulation  as  previously  described.5 Briefly,  coagula
ion was evaluated through a battery of tests with 
mphasis on whole blood thromboelastography. Pa
ients were rapidly extubated, and aggressive rehabili
ation, as well as early feeding, was one of the corner
tones of their management. 

In the first few years of the experience, patients 
eceived a transplant as soon as a compatible cardiac 
raft was available. Indeed, more cardiac grafts were 
vailable and the short-term safety of the device was
nknown. However, cardiac transplantation early after 
AH implantation did not provide enough time for the 
atient to recover end-organ function and was associ
ted with a high post-transplantation mortality. For this 
eason, TAH recipients were excluded from the cardiac 
ransplantation waiting list until they recovered normal 
rgan function, normal nutritional state, and a good 
utonomy. 

tatistics 

ata are expressed as the mean � standard deviation. 

ontinuous data were compared with a Student’s t-test a
tion 

Group II 

tation 

3.8 

23 
0.5 

Before implantation 

16.5 � 11 
26.6 � 8 

70 � 8 
1.9 � 0.4 

23.4 � 4.2 

After implantation 

14.5 � 4 
NA

88 � 18 
2.7 � 0.6 

— 

pressure; CI, cardiac index; BMI, body mass index. 

nd the difference was considered as significant when 
 � 0.05. 

ESULTS 

he ratio of small patients remained quite constant 
hroughout the experience, representing 17% (n � 11), 
1.4% (n � 11), and 19% (n � 8) of the indication 
uring the periods of 1986 to 1991, 1992 to 1997, and 
998 to 2003. In Group I, we observed a trend toward 
 decreasing mean BSA, from 1.6 � 0.1 m2 before 1991 
o 1.57 � 0.1 m2 after 1997; whereas in Group II, it 
ended to increase from 1.84 � 0.1 m2 to 1.92 � 0.16 m2

p � 0.05). 

mplantation Data 

ean implantation time in Group I was 124 � 30 
inutes, similar to Group II. At Day 1, right and left 
neumatic ventricle outputs were 5.74 � 0.8 liter/min 
nd 5.5 � 0.8 liter/min, representing a mean cardiac 
ndex of 3.6 � 0.6 liter/min/m2. In Group II, mean right 
nd left pneumatic ventricle outputs were of 5.5 � 
.8 liter/min and 5.4 � 0.7 liter/min, which was similar 
o Group I. However, since Group II patients had a 

igure 1. Schematic drawing shows that the left ventricle is pushed to 
he left and rotated to allow a tilting global movement of the total 
nta

plan

� 
A 
� 
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rtificial heart. 
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arger BSA, the cardiac index was significantly lower 
han in Group I, with an average of 2.8 � 0.36 
iter/min/m2. 

The mean central venous pressure was 14.7 � 
.8 mm Hg in Group I and 14.5 � 4 mm Hg in Group II, 
nd mean arterial pressure was 87 � 23 mm Hg in 
roup I and 88 � 19 mm Hg in Group II. Patient 74 

year 1994) in Group I experienced a fitting problem 
nd was left with an open chest, because any attempt to 
lose it led to TAH output impairment. Indication for 
AH implantation in this patient was acute cardiac graft
ejection. 

Duration of support in Group I was 16 � 18 days, and 
hose who survived until transplantation had a mean 
upport duration of 20 � 16 days (2–4). This duration 
ended to be longer for Group II patients, who survived 
n the device (40 � 45 days) but the difference was not
ignificant. Due to organ donor shortage, a change in
upport duration occurred after 1997. Before 1997, 
uration of support for transplanted patients was 10 � 
2 days in Group I and 19 � 23 days in Group II. After 
997, support duration for transplanted patients was 
0 � 50 days in Group I and 66 � 51 days in Group II. 

omplications 

one of the Group I patients had a cerebrovascular 
ccident. In Group II, 3 patients (2.6%) had a transient 
schemic attack, and 1 patient (0.87%) had a stroke.
his patient, who was on oral anti-coagulation therapy,
omited over a 48-hour period but was not switched to
ntravenous medication. No device dysfunction oc
urred except for 1 patient in Group II during our early 
xperience. Continuous venovenous hemodialysis was
equired in 15 patients (44%) in Group I and in 29
atients (24%) in Group II. Eight patients in Group I
nderwent reoperation for bleeding and 2 experienced 
trial tamponade. In both groups, the rate of irrevers
ble hepatic failure was comparable (36% Group I vs
0% Group II). The rate of pulmonary infection associ
ted with clinical sepsis was 5% in Group I and 9% in 
roup II. 

urvival 

urvival dramatically improved in Group I throughout
he 3 periods. The percentage of patients who survived 
n the device increased from 9% before 1992 to 36% 
etween 1992 and 1997 and reached 75% after 1997.
n-device causes of death were multiorgan failure 

64%), infection (21%), and bleeding (15%). In the
eantime, global survival to hospital discharge in

reased from 9% to 36% and reached 50% after 1997. 
hus, for patients who received a transplant, respective 
urvival in the 3 periods was 100% (1/1), 100% (1/1),
nd 66% (4/6). Survival on the device in Group II was

7% (1986–1991), 46% (1992–1997), and 69% (1998 – M
003). Global survival to hospital discharge was 25.5%
1986–1992), 34.6% (1993–1997), and 52% (1998– 
003). 
For patients who received a transplant, respective

urvival in the 3 periods was 54%, 75%, and 75.8%. In
his group, if patients with miscellaneous indication for
hom results are known to be worse are excluded,

lobal survival was 30%, 42.8%, and 60%, respectively. 
urvival in the sub-group of patients with s BSA of less 
han  1.6  m2 was  worse  (Table  2).  None  of  the  deaths 
ere related to a fitting problem, however. 

ISCUSSION 

espite availability of other paracorporeal or implant
ble pumps, the CardioWest TAH remains our device of 
hoice because of its exceptional hemodynamic perfor
ance to bridge to transplantation patients with severe 

iventricular  failure.6 During  the  same  period  of  the 
tudy, 399 patients were implanted with a mechanical 
irculatory support device: 149 CardioWest TAH (Syn-
ardia Systems), 91 pneumatic paracorporeal, 128 cen

rifugal pumps, 28 Novacor (WorldHeart, Ottawa, Can
da), and 3 LionHeart (Arrow International, Reading, PA).
hroughout this experience, the choice depended on 
evice availability. Actually, our criteria for device
election are: 

	 If there is a possibility of recovery (i.e., acute
myocarditis, post-acute myocardial infarction car
diogenic shock) patients are implanted with a
Thoratec pneumatic device (Thoratec, Pleasanton,
CA).7 

	 Patients with chronic isolated left ventricular dysfunc
tion are bridged to transplantation with a Novacor 
device or, more recently, implanted with a LionHeart
as destination therapy. This selection explains the 
low rate of patients with ischemic cardiomyopathy in 
this series. 

	 The sickest patients with biventricular failure are
bridged to transplantation with the CardioWest TAH. 

able 2. Data for Patients With a BSA Less Than 1.6 m2 (n � 10) 

Age 26 � 13 
Gender (female/male) 6/4 
BSA 1.5 � 0.07 (1.37–1.58) 
BMI 19.6 � 2.2 
Post-implantation 

Cardiac Index 3.6 � 0.5
 
CVP 14 � 4
 
MAP 83 � 15
 

Survival on device 4 (40%) 
Discharged 3 (30%) 

SA, body surface area; BMI, body mass index; CVP, central venous pressure; 

AP, mean arterial pressure. 
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In our experience, BSA is rarely used in the algorithm
or device selection and TAH is selected as long as the 
atient is in biventricular failure with severe end-organ

unction impairment and has a dilated heart on the
hest X-ray. This in accordance with a case reported by
endry  et  al8 of  a  15-year-old  successfully  bridged  to 

ransplantation with the CardioWest TAH. When the 
mpact of heart failure on end-organ function is less 
evere and the patients have a small BSA, we have 
ecently preferred to use the biventricular paracorpo
eal Thoratec so that the patients could be discharged 
ome. Our experience contrasts with that reported by 
opeland  et  al.2,9  Indeed,  in  the  United  States  (US),  the
ardioWest was used under the US Food and Drug 
dministration clinical protocol that stipulated a BSA of 

ess than 1.7 m2 was an exclusion criteria. 
The Jarvik-7 was initially designed with 70-ml and 

00-ml ejection volumes. In our series, the Jarvik-7 100 ml
as implanted in 21 Group I patients with a mean BSA 
f 1.86 � 0.13 m2 vs 1.79 � 0.1 m2 in patients 

mplanted during the same period with a Jarvik-7 70 ml. 
he only difference we noted was higher residual
olume with the 100-ml device. Because both sizes of 
entricles were shown to have comparable perfor
ance, it was decided in 1992 to only use the smaller 

ype of CardioWest. 
From our preliminary experience with 37 cases 

1986–1988), we reported in 1991 that small BSA was
n independent risk factor of death on TAH. A BSA of
ess than 1.73 m2 was given a score of 3 and a BSA 
etween  1.73  m2 and  1.82  m2 a  score  of  1.3 Indeed,  in 
his report, all on-device patients with a BSA of less than 
.72 m2 died, while 43% of the others survived. Of 

nterest is that only 1 small patient had a fitting prob
em, and potential impairment of device output in small 
atients was not mentioned. In the present study, we 
till report only 1 fitting complication in a small patient. 
owever, device output averaged 5.4 liter/min in 
roup I and was similar to the output observed in 
roup II patients. Moreover, since the BSA was lower in
roup I, the cardiac index was significantly higher than 

n Group II (3.5 � 0.5 vs 2.8 � 0.36 liter/min/m2). This 
esult shows that artificial ventricle filling was not at all 
mpaired by small size. 

It is clear that the CardioWest TAH is not fully 
mplantable, and fitting it into the chest remains an 
mportant challenge for a totally implantable TAH. 

any authors reported different imaging tools to study 
he anatomic relationship between the pericardial cav
ty, veins and arteries, and surrounding tissues. Park
t  al10  even  described a  custom-designed  TAH  that  used 
apid prototyping to improve the directional mismatch 
f the inflow and outflow conduits. In the AbioCor 
Abiomed, Danvers, MA) study, a 3-dimensional com

uterized image of the thoracic unit was superimposed o
n the patient’s computed tomographic scan-derived 
hest images to determine if the AbioCor thoracic unit 
ould  be  positioned  into  the  patient’s  chest.11  It  is 
oteworthy that in this study, all patients were quite 
ig, with a BSA from 1.83 to 2.17 m2. As reported by 
owling  et  al,11  it  is  technically  possible  to  create  a 
iaphragm patch to facilitate the TAH placement. 
In our experience with the CardioWest TAH, having 

 independent ventricles was very important for ventri
le placement. Indeed, in small patients, the anteropos
erior diameter may be too short. Thus, by leaving 
nough length for the ejection tubes, it was possible to 
ip the right artificial ventricle to the left, over the left 
ne, to avoid mechanical compression related to the
ternal closure. 

Despite that TAH was able to assure good output in 
mall patients, the early experience showed a very poor 
n-device survival of 9%. During the same period, 
urvival was 62% in Group II. With increasing experi
nce, survival improved in Group I and became similar
o that observed in Group II for the most recent period 
80% on-device survival in Group I vs 73% in Group II). 

e could not find a modification in patient selection to 
xplain this result. The ratio of patients between 
roups I and II was similar in the early and most recent 
xperience, and the mean BSA tended to be even lower 
n recent years in Group I. Moreover, miscellaneous 
ndications that are known to induce a worse progno
is12  had  the  same  repartition  in  Groups I  and  II 
hroughout the entire experience. We can only hypoth
sized that even if hemodynamic data as well as pre
perative biologic data were similar between groups, 
he impact on end-organ function was worse in Group
 patients, as the major cause of death was multiorgan 
ailure. This hypothesis can also explain why twice as
any of the Group II patients required continuous 

enovenous hemodialysis. 
The rate of cerebrovascular accident remained low in

oth groups, with no cerebrovascular accident re
orted  for  Group I  patients.  As  we  reported  earlier,12 

e can assume that this low rate of cerebrovascular 
ccident can be related to 3 factors. First, the ortho
opic implantation of the TAH avoids cannulae and 
nteraction with the native heart. Second, we have a 
hysician dedicated to the coagulation management of 
nder-device patients. Third, we used the so-called
La Pitié protocole” that attempts to reach the equilib
ium between the 3 systems involved in coagulation: 
latelets, pro-coagulant system, and fibrinolytic sys
em.5 On  the  other  hand,  reoperation  for  bleeding  was 
bout 25% in both groups, which is the rate reported 
or many devices. 

Even though it is difficult to compare both groups
egarding the survival rate after transplantation because

f the small number of patients in Group I, it seemed to 
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e similar in both groups. It is interesting to note that 
espite a dramatic increase of duration of support after 
997, with a mean on-device time of 40 days in Group
, and 66 days in Group II, survival after transplantation 
id not change in Group I and even improved in Group 
I. Indeed, after 2 to 3 months on the CardioWest TAH, 
ardiac transplantation can be technically challenging 
ecause of strong adhesions, retraction of the atria and
reat vessels, and inflammatory thickening of the peri
ardium. To avoid these interactions between the tis
ues and the TAH surface, we wrap polytetrafluoroeth
lene patches around the ventricles. We, as others, 
reviously described that this technique facilitates re-
peration and inhibits the inflammatory reaction of the
ericardium.13,14 

ONCLUSION 

he CardioWest TAH can be used in patients with a BSA 
etween 1.5 and 1.7 m2, providing similar results as in 
igger patients as long as the patients have dilated 
ardiomyopathy. During the most recent experience in
hese very sick patients, on-device survival was 70% to
5%, and half of the patients were successfully dis
harged. 
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Successful Bridge to Transplantation 
in a Patient With Becker Muscular 
Dystrophy–Associated Cardiomyopathy 
P. Leprince, MD,a F. Heloire, MD,b B. Eymard, MD,c P. Léger, MD,a 

D. Duboc, MD,b and A. Pavie, MDa 

A 28-year-old male patient diagnosed with Becker muscular dystrophy (BMD)
associated cardiomyopathy was successfully bridged to transplantation with the 
Cardiowest total artificial heart. Dramatic improvement of muscular functional status 
occurred following transplantation. J Heart Lung Transplant 2002;21:822–824. 

We report a case of successful bridge to trans
plantation in a young patient diagnosed with Becker 
muscular dystrophy (BMD)-associated cardiomyop
athy. 

CASE REPORT 

A 28-year-old male patient was initially referred to 
our pre-transplantation evaluation clinic in January 
1999. BMD-associated cardiomyopathy had been 
diagnosed in 1993. At that time, reduced activity was 
limited essentially to a lower limb proximal myop
athy. He remained stable until the end of 1998 when 
he had several episodes of congestive heart failure 
despite optimal medical treatment with acetylcho
linesterase (ACE) inhibitors, diuretics and low-dose 
beta-blockers. Isotopic left and right ejection frac
tions were 10% and 14%, respectively. In the mean 
time, peripheral muscular function changed and he 
progressively lost autonomy and became bed-rid
den. At that time, total creatine kinase (tCK) en
zyme plasma level was between 576 and 1,589 
U/liter (normal range 25 to 195 U/liter). 
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The patient was registered on the heart transplan
tation waiting list in February 1999. Two months 
later, he experienced a new episode of acute heart 
failure and required increased doses of inotropic 
medications. Under milrinone 9 �g/kg per minute, 
the patient showed worsening signs of biventricular 
failure with pulmonary edema and oliguria. Systolic 
arterial pressure was between 85 and 90 mm Hg with 
a heart rate at 110 beats/minute. Plasma sodium and 
blood urea nitrogen (BUN) were 131 and 16 mmol/ 
liter, respectively, and liver function was still normal. 
A decision was made to implant a Cardiowest total 
artificial heart (TAH). The immediate post-implan
tation course was uneventful with no major bleeding 
and extubation at Day 2. The patient experienced 2 
transient ischemic attacks (TIAs) at Days 70 and 79. 
Muscular rehabilitation under circulatory support 
was a major concern and despite intensive work the 
patient remained confined to the bed and chair 
while he was on circulatory support. Serum tCK 
developed a narrow peak in the immediate post
operative period. His enzyme level remained in the 
normal range throughout the entire period of circu
latory support except for two short increases. The 
first increase, which was moderate, occurred approx
imately 3 weeks after TAH implantation and was 
related to a re-operation for pericardial effusion. 
The second peak was noted at 2 months and fol
lowed a TIA associated with convulsions. It is of 
interest to note that tCK level could be related only 
to peripheral muscle since the heart was removed. 

The patient was transplanted after 88 days of 
circulatory support. During the post-transplantation 
course the patient required dopamine, dobutamine 
and nitric oxide medications for 1 week. No compli
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cations occurred except for mild renal insufficiency. 
The patient was on triple immunosuppressive ther
apy that included cyclosporine, azathioprine and 
steroids. The first year post-transplantation time 
period was uneventful except for a Grade IA rejec
tion episode. Interestingly, his muscle status pro
gressively improved and, at 18 months post-trans
plantation, his autonomy returned to the same level 
as in 1998. After the transplantation, serum tCK had 
a short post-operative peak, remained within the 
normal range for 1.5 months and then increased 
progressively, reaching a higher limit of normal 
value after 2 months. At 1 year, serum tCK was 
more than 10-fold the normal value. However, tro
ponin I peaked at Day 2 after transplantation and 
remained low during the first year post-transplanta
tion. 

DISCUSSION 

Becker muscular dystrophy (BMD) is an X-linked 
muscle dystrophy, benign allelic variant of Duch
enne muscular dystrophy (DMD) affecting 1 of 
every 30,000 male births. BMD is due to partial loss 
of a dystrophin, an intracytoplasmic protein closely 
associated with actin and sarcolemmal dystrophin
associated proteins. Dystrophin gene mutations 
(most being deletions) are non–frame shifting, 
which explains the relative expression of the protein 
within muscle (in contrast to DMD due to frame
shift mutations causing a complete loss of dystro
phin). The age of onset is between 5 and 15 years, 
and mean age at loss of ambulation is approximately 
40 years. Dilated cardiomyopathy is very frequent, 
but is unrelated to the severity of the myopathy.1 

Severe cardiac involvement may occur in patients 
with mild weakness. In a few cases, X-linked dilated 
cardiomyopathy is the only manifestation of the 
disease; however, there is no treatment presently 
available. 

There have been few reports of heart transplan
tation for BMD-associated cardiomyopathy.2,3 Rees 
et al reported 6 patients with muscular dystrophy 
who underwent cardiac transplantation.2 Their post
operative course was uneventful and weaning from 
mechanical ventilation was possible within 36 hours 
in all patients but 1. Post-operative rehabilitation 
was more difficult than in other transplanted pa
tients. However, after a mean follow-up of 40 
months, all patients except 1 were alive and well and 
physically rehabilitated, with no recurrence of the 
underlying graft disease. This series and similar 
results reported by others3,4 encouraged us to reg
ister our patient on a heart transplant waiting list, 
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because he was a young male and muscular function 
deterioration was only mild before aggravation due 
to heart failure. 

This is, to our knowledge, the first report of a 
BMD patient bridged to transplantation with a 
TAH. The Cardiowest TAH is a 70-cm3 pneumatic 
Jarvik 7 artificial heart. After excision of the native 
ventricles, both pneumatic ventricles are connected 
to left and right atrioventricular native rings for 
inflow and to the pulmonary artery and aorta for 
outflow. Artificial ventricles are connected to a 
pneumatic console through trans-cutaneous driv
elines. Since the first implantation of the Jarvik 7 in 
1986, it has been shown that the TAH is a safe and 
efficient bridge to transplantation in patients with 
very severe biventricular failure.5 In our depart
ment, the longest duration of support has been 602 
days and the thromboembolic rate has been very low 
in the international experience5 (0.48 event per 
patient-year) as well as in our own experience 
(cerebro vascular accident [CVA] 0%,6 TIA 1.6%). 
The major limitation of the device is the large 
console, which limits patient autonomy and does not 
allow discharge home. 

In the case reported herein, during the period of 
circulatory support, the patient did not require 
special management in comparison to other TAH 
patients, except for intensive rehabilitation. How
ever, even after almost 3 months of adequate hemo
dynamic support, the patient could not significantly 
improve his muscular function status. Different rea
sons can be suggested for this absence of muscular 
function recovery under TAH. The patient had been 
confined to bed for several weeks before implanta
tion and could not sit without help. At that time, he 
had dramatically and rapidly aggravated muscular 
function, first because of low output syndrome and 
second because he had no muscular activity. Under 
TAH, he was totally dependent on rehabilitation 
technicians. Drivelines, which are well tolerated by 
most other patients, dramatically limited his motion. 
Finally, because muscular function deterioration is 
deeper in patients with muscular dystrophy, recov
ery is more progressive and takes more time than in 
other patients with terminal cardiac failure. Even 
after transplantation, it took 8 to 12 months for the 
patient to recover and he failed to show signs of 
recovery during the first 2 months. One could hy
pothesize that immunosuppression therapy facili
tated muscular recovery. However, the only thera
peutic protocol used in myopathy is treatment with 
steroids—and only in Duchenne myopathy and not 
in BMD.7 Furthermore, steroids only delay the 
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progression of the weakness seen in Duchenne 
myopathy and do not reverse functional deteriora
tion. This is why we postulate that muscular func
tional improvement in our patient was, at least in 
part, related to hemodynamic improvement. 

In BMD, tCK serum level is always elevated, 
reaching 2- to 10-fold the normal value, but has no 
prognostic significance. This enzyme serum level is 
correlated with muscular activity and tends to de
crease when the disease worsens, due to the de
crease in muscular activity. The low level of serum 
tCK in our patient during the circulatory support 
period reflects the low level of muscular activity 
during this period. Moreover, we observed a rise in 
tCK after an episode of convulsions, which is a 
well-known trigger for tCK increase due to parox
ystic muscular activity. After cardiac transplantation 
we observed the same pattern as that reported by 
Fiocchi et al8: After a short post-operative peak, 
serum tCK remained low for about 2 months as long 
as the patient undertook almost no self-initiated 
movement. Then, tCK increased as the patient 
increased muscular activity. As reported by Fiocchi 
et al, the pattern of serum tCK was not related to 
the cardiac allograft because troponin I remained 
low after the post-operative period. 

This case report illustrates that patients with 
BMD-associated cardiomyopathy can be success
fully bridged to transplantation with mechanical 
circulatory support. Worsening of muscular func-

The Journal of Heart and Lung Transplantation 
July 2002 

tional status related to cardiac failure can be re
versed after transplantation although muscular re
covery is slow and requires intensive and prolonged 
rehabilitation work. 
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portant implications involving a novel therapeutic 
treatment. 
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Successful Management of 
Empyema in a Patient With a Total 
Artificial Heart 
William F. Polito, MD, Francisco A. Arabia, MD,
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Daniel S. Woolley, MD, Raj K. Bose, MD,
 
Gulshan K. Sethi, MD, and Jack G. Copeland, MD
 

University of Arizona Sarver Heart Center, Tucson, Arizona, 
and Gunderson Lutheran Hospital, LaCross, Wisconsin 

A description of successful management of a patient who 
developed an empyema as a postoperative complication 
following the insertion of a CardioWest total artificial 
heart (TAH) as a bridge to cardiac transplantation is 
presented. By using traditional methods of management, 
the patient recovered and went on to transplant. 

(Ann Thorac Surg 2003;76:610 –1) 
© 2003 by The Society of Thoracic Surgeons 

With the increasing number of patients needing 
cardiac transplantation for end-stage heart dis

ease, and the number of donors remaining constant, the 
use of mechanical circulatory support has evolved as a 
new standard for bridge to transplant (BTT). The main 
complications of these devices include infection and 
thromboembolic events. We report a case of a patient 
who was treated for empyema while on the total artificial 
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heart (TAH). He recovered, received an orthotopic heart 
transplant, and was discharged home without significant 
sequelae. 

A 52 year-old male admitted with congestive heart failure 
(CHF) secondary to ischemic cardiomyopathy was re
ferred for transplantation after failing medical manage
ment. He required the placement of an automatic im
plantable cardioverter device for malignant ventricular 
arrhythmias. An echo revealed a left ventricular ejection 
fraction (LVEF) 10% to 20%. He was stabilized, evaluated, 
and accepted for heart transplantation. During the next 
few months he had multiple admissions for CHF. Right 
heart catheterization revealed: CVP (central venous pres
sure) � 18 mm Hg; PCW (pulmonary capillary wedge 
pressure) � 29 mm Hg; CI � 1.9 L/min per m2; and 
systemic blood pressure � 82/52 (mean � 65 mm Hg), 
while on dopamine at 2.5 mcg/kg per min, dobutamine at 
10 mcg/kg per min, and milrinone at 0.6 mcg/kg per min. 
Despite this aggressive support the patient continued to 
deteriorate and CardioWest TAH (CardioWest Technol
ogies, Tucson, AZ) was implanted as BTT. 

The operation was performed via a median sternotomy 
utilizing cardiopulmonary bypass. The pleural spaces 
were not entered during the implantation, and the device 
was protected with fashioned PTFE (polytetrafluoroeth
ylene) membranes. Mechanical ventilation was discon
tinued on postoperative day 1 (POD 1). He was reintu
bated 2 days later for respiratory failure as a result of 
right lower lobe pneumonia. Initial sputum cultures 
identified the organism Klebsiella pneumoniae. Antibiotics 
were continued according to susceptibilities. Anticoagu
lation consisting of heparin initially then followed by 
warfarin, persantine, and aspirin was initiated. He was 
extubated 2 weeks following surgery, and was recovering 
slowly. Over the next 2 weeks he developed a right 
pleural effusion. A computed tomographic (CT) guided 
12-French pigtail catheter was placed on POD 34 with 
evacuation of 1200 cc of serous fluid that revealed 2� 
PMNs but no organisms. Pleural fluid recultured 5-days 
later revealed mixed anaerobic flora. Chest CT scan 
demonstrated a thickened fluid collection with a rind 
consistent with empyema (Fig 1). On POD 43 he under
went a right thoracotomy with decortication; INR at this 
time was 2.4, with a bleeding time of 19.5 minutes. He 
developed a right hemothorax 4-days later requiring a 
second exploration and evacuation of the hemothorax. 
He recovered and was relisted as UNOS (United Net
work for Organ Sharing) status 1A for heart transplanta
tion on POD 75. He underwent orthotopic heart trans
plantation on POD 159. He recovered without 
complications and was discharged home after 11 days. 

The CardioWest TAH is currently used as a BTT and is 
under an investigation device exemption from the Food 
and Drug Administration. 

It is a pneumatically driven device consisting of two 
polyurethane prosthetic ventricles that are placed in an 
orthotopic position via a median sternotomy. Blood and 
air are separated by a four-layer diaphragm that retracts 
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in diastole and is displaced forward by compressed air 
during systole, propelling blood at flows of 6 to 8 L/min. 
Each ventricle has an inflow and outflow mechanical 
valves that direct blood between the respective atria and 
great vessels [1]. Once implanted, the ventricular driv
elines exit the patient through the skin under the left 
costal margin and are connected to a driving console. 

Empyema is a pleural space infection that can have a 
variety of etiologies. Most common are pneumonia, tho
racic surgery, or trauma. Mortality ranges from 1% to 
19% in most patients, however it can be as high a 40% in 
those that are immunocompromised [2]. The formation of 
an empyema occurs in three phases: exudative, fibrino
purulent, and organizing phase. The treatment is deter
mined by the phase of the infection and the clinical status 
of the patient. 

Infections following the placement of ventricular assist 
devices are well established as one of the most common 
complications [3]. A recent study of infections with the 
TAH reported 27 patients who had a total of 64 infections: 
45 systemic and 19 local. Respiratory tract infection was 
the most common [4]. Mortality in this population was 
only 3.7%. Much is written concerning the infections and 
complications with these artificial devices, but only one 
offers management advice for noncardiac surgical issues 
[5]. In this patient, the large empyema posed a significant 
risk to his life and potentially the function of the TAH. 
Identifying an empyema early in its course allows for 
conservative measures such as tube thoracostomy or CT 
guided drainage, both of which were attempted in the 
patient. It is when these modalities are not successful that 
more invasive techniques must be used. With the patient 
having a TAH, a conservative plan was the original 
premise for our treatment. With the eventual organiza
tion of the empyema fluid and worsening clinical condi
tion, a thoracotomy with decortication was necessary. 
Had it been sooner in the evolution of his empyema, 

Fig 1. Computerized chest tomogram revealing a right-sided empy
ema and the CardioWest total artificial heart. 

CASE REPORT CHARBONNEAU ET AL 611 
A STRATEGY OF HYPOTHERMIC CIRCULATORY ARREST 

VATS would have been a good option. A right anterior 
thoracotomy was performed in this patient with ade
quate drainage and decortication of the entrapped lung 
was performed. He did well intraoperatively and postop
eratively, going on to transplantation without significant 
sequelae. This report demonstrates that despite having a 
mechanical circulatory support device, patients can and 
should be treated in a conventional manner for this 
potentially devastating infectious complication. 
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Donor heart and ventricular assist device excision can be 
extremely difficult at the time of heart transplant. We 
present a strategy of hypothermic circulatory arrest es
tablished with ventricular assist device cannulas for 
difficult heart transplants. The device inlet or outlet 
cannulas already in place, or both, are used to comple
ment the safe cannulation sites available. This approach 
permits controlled excision of the recipient heart and 
device, easy access to convert to standard ascending aorta 
and bicaval cannulation, and minimizes the donor graft 
anoxia time. Two case reports are presented. 

(Ann Thorac Surg 2003;76:611–4) 
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CARDIOWEST TOTAL ARTIFICIAL HEART 

pathogenic properties of S. milleri and GGS. In 89 cases of 
IE that were due either to S. milleri (30) or GGS (59), patients 
infected with GGS were younger and had more underlying 
diseases with fewer cardiomyopathies [5]. Additionally, 
patients with endocarditis from GGS had a more aggres
sive presentation and evolution of their disease. 

There are more than 90 species of scorpions in the United 
States and approximately 1500 species worldwide. They 
usually hide under rocks and debris, including shoes. 
Ninety percent of scorpion stings, however, are isolated to 
the hands. Most of the lesions resolve with local therapy. In 
older, or immunocompromised patients, secondary bacte
rial cellulitis can develop at the sting site. Common skin 
flora, such as streptococci, are the usual offending microor
ganisms. If the cellulitis goes untreated, or is insufficiently 
treated, a bacteremia can result. 

IE is more likely to occur in patients with native valve 
disease or with mechanical valve prostheses. Many cases of 
IE from streptococci can be cleared with a course of intra
venous antibiotics. However, infection with more aggres
sive organisms, such as S. milleri and GGS, may mandate 
early surgical intervention consisting of valve replacement 
and débridement. If treatment is delayed, an annular ab
scess may result that may dramatically increase the mortal
ity from this disease. The mortality rate for patients diag
nosed with IE resulting from infection with either S. milleri 
or GGS ranges between 14% to 27% [7]. 

We chose to perform an aortic root replacement with a 
homograft in the first patient because the IE resulted in an 
extensive annular abscess in the setting of a prior aortic 
valve prosthesis [8]. In the second patient, urgent operative 
intervention was necessary because of progressive electro
cardiogram changes that suggested a rapidly progressing 
annular abscess affecting the conduction system. An appro
priate homograft could not be acquired, and we chose to 
simply replace the valve and débride and patch the annular 
abscess. Pathologic analysis of the excised valvular tissue 
was unremarkable in both patients. 

It is possible, but unlikely, that the scorpion was a 
vector for the streptococcal cellulitis and associated IE. 
Unfortunately, the species of scorpion was not identified 
in either case, and knowing the species of the offending 
scorpions might help with assessing the potential sever
ity of the sting and any associated illnesses. It is not 
known if scorpions are capable of transmitting bacteria 
through their stings. More likely, the scorpion sting 
initiated a series of events that led to IE in patients who 
were at increased risk of developing infection. 

S. milleri is a normal inhabitant of the oropharynx and 
gastrointestinal tracts in humans, and is less frequently 
the cause of skin or soft tissue infections. The unusual 
situation of two patients developing IE with organisms 
that are not commonly associated with soft tissue infec
tions might suggest that scorpions may be able to trans
mit bacterial infections. Additional studies are needed to 
better answer this question. We are unaware of previous 
reported cases of IE resulting from a scorpion sting, but 
our experience suggests that treating physicians should 
be aware of serious infectious sequelae when determin
ing the care plan for patients with scorpion stings. 

Ann Thorac Surg 
2005;80:1490–2 

Local sting wounds should be carefully evaluated and 
treated with antibiotics capable of covering a broad 
spectrum of streptococci species. Both elderly and immu
nocompromised patients should be treated aggressively 
and followed closely. In addition, patients with known 
valvular disease, or who have previously undergone 
valve replacement, may benefit from extended antibiotic 
coverage. Any signs of continued or recurrent infection 
should prompt early evaluation for IE by transthoracic or 
transesophageal echocardiography. If signs of IE are 
present, particularly if virulent organisms are implicated, 
aggressive surgical therapy may be required. 

References 

1. Gueron M, Ilia R, Sofer S. The cardiovascular system after 
scorpion envenomation. A review. J Toxicol Clin Toxicol 
1992;30(2):245–58. 

2. Hering SE, Jurca M, Vichi FL, Azevedo-Marques MM, Cupo 
P. ‘Reversible cardiomyopathy’ in patients with severe scor
pion envenoming by Tityus serrulatus: evolution of enzymatic, 
electrocardiographic and echocardiographic alterations. Ann 
Trop Paediatr 1993;13(2):173–82. 

3. Bentur Y, Taitelman U, Aloufy A. Evaluation of scorpion 
stings: the poison center perspective. Vet Hum Toxicol 2003; 
45(2):108–11. 

4. Mylonakis E, Calderwood S. Infective endocarditis in adults. 
N Engl J Med 2001;345:1318–30. 

5. Lefort A, Lortholary O, Cassus P, Selton-Suty C, Guillevin L, 
Mainardi J. Comparison between adult endocarditis due to 
Beta-hemolytic streptococci (serogroups A, B, C, and G) and 
Streptococcus milleri. Arch Intern Med 2002;162:2450–56. 

6. Lewthwaite P, Parsons HK, Bates CJ, McKendrick MW, Dock
rell DH. Group G streptococcal bacteraemia: an opportunistic 
infection associated with immune senescence. Scand J Infect 
Dis 2002;34(2):83–7. 

7. Smyth EG, Pallett AP, Davidson RN. Group G streptococcal 
endocarditis: two case reports, a review of the literature and 
recommendations for treatment. J Infect 1988;16(2):169–76. 

8. Gulbins H, Kilian E, Roth S, Uhlig A, Kreuzer E, Reichart B. Is 
there an advantage in using homografts in patients with acute 
infective endocarditis of the aortic valve? J Heart Valve Dis 
2002;11(4):492–7. 

CardioWest Total Artificial Heart in 
a Moribund Adolescent With Left 
Ventricular Thrombi 
M. Cristina Smith, MD, Francisco A. Arabía, MD,
 
Pei H. Tsau, MD, Richard G. Smith, MSEE,
 
Raj K. Bose, MD, Daniel S. Woolley, MD,
 
Birger E. Rhenman, MD, Gulshan K. Sethi, MD, and
 
Jack G. Copeland, MD
 

University of Arizona Sarver Heart Center, and University 
Medical Center Artificial Heart Program, Tucson, Arizona 

Bridge to transplant is a well-known strategy to enable 
patients with congestive heart failure to live until trans-
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plant. A 15-year-old boy with Beckers’ muscular dystro
phy and cardiomyopathy was accepted for heart trans
plantation. He suffered a cardiac arrest and was placed on 
extracorporeal membrane oxygenator. A paracorporeal 
biventricular assist device and a total artificial heart were 
considered for bridge to transplant. A CardioWest total 
artificial heart was chosen because of the patient’s size. 
Multiple left ventricular thrombi were identified at the 
time of the ventriculectomy. The patient did well with 
the total artificial heart was transplanted and discharged 
home. The unknown presence of significant left ventric
ular thrombi raises the question of outcome with a 
paracorporeal ventricular assist device. 

(Ann Thorac Surg 2005;80:1490–2) 
© 2005 by The Society of Thoracic Surgeons 

Use of assist devices to bridge patients to transplant is 
an indispensable tool in the world of end-stage 

heart failure. Each patient that is evaluated for transplant 
should also be evaluated for their potential need for a 
device as a bridge to transplant. The choice of device 
used to bridge patients to transplant can be highly 
variable and should be tailored to the patient. 

A 15-year-old boy with Becker’s muscular dystrophy and 
subsequent severe cardiomyopathy is presented. He was 
admitted to our institution for transplant evaluation after 
3 to 4 weeks of worsening congestive heart failure. 
Chronic anticoagulation for his congestive heart failure 
had not been started by the referring physician as symp
toms had presented in a relative short period of time. He 
required dobutamine to maintain adequate tissue perfu
sion. Aggressive diuresis was also instituted. Echocardi
ography demonstrated left ventricular and left atrial 
dilatation, severely depressed left ventricular function 
with an ejection fraction of 13% to 17%, moderate tricus
pid valve and mitral valve insufficiency, no effusions, and 
no evidence of ventricular thrombus. Left ventricular end 
diastolic dimension was 82 mm. He was evaluated and 
accepted for heart transplantation. 

The patient’s condition continued to deteriorate with 
progressive shortness of breath and decrease urine output 
despite increasing inotropic support. The decision was 
made to place a pulmonary artery catheter in the cardiac 
catheterization laboratory. Before beginning the procedure, 
the patient suffered a witnessed cardiac arrest. Compres
sions and advanced cardiac life support protocol were 
instituted. Cardiac function could not be recovered, so the 
patient was placed on venoarterial extracorporeal mem
brane oxygenator by femoral cannulation. 

The patient was hemodynamically stabilized on extra
corporeal membrane oxygenator. He was allowed to 
awaken from sedation while on extracorporeal mem
brane oxygenator to evaluate neurologic function before 

Dr Copeland discloses that he has a financial relation
ship with CardioWest, and Dr Smith discloses that he 
has a financial relationship with Syncardia. 
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Fig 1. Schematic drawing of the CardioWest total artificial heart. 

making the decision to implant a device with the inten
tion of bridge to transplant. Time from arrest to compres
sions was approximately 3 minutes, and time to cardio
pulmonary support was approximately 22 minutes. The 
patient was found to be neurologically intact, and he was 
taken immediately to the operating room. 

In the operating room a discussion was undertaken to 
determine the best device for this patient. Transesopha
geal echocardiogram in the operating room revealed 
hypocontractile ventricles and no thrombus. The devices 
considered were a biventricular paracorporeal system 
with biventricular cannulation or a total artificial heart. 
Factors that were considered included the patient size 
(weight, 90.5 kg, body surface area 2.15 m2), profound 
biventricular failure, and no evidence of thrombus on 
prior echocardiogram. Because of his size and severity of 
his condition, the decision was made to use the Cardio-
West [1] total artificial heart (TAH; SynCardia Systems 
Inc, Tucson, AZ) as a bridge to transplant. One of the 
benefits of this device with this specific case is that it does 
not have inflow conduits as other devices. Figure 1 shows 
a schematic of the TAH in place and how the prosthetic 
ventricles connect directly to the atria and the great 
vessels. Furthermore, this device provides the highest 
output of any device currently available. 

After opening the sternum, a biventriculectomy was 
performed 1 cm distal to the atrioventricular groove. A 
significant number of moderate size thrombi that were 
unexpected were identified in the left ventricular cavity 
(Fig 2). The CardioWest TAH was then implanted with
out incident, providing flows of 7 to 8 L per minute. Time 
from initiation of extracorporeal membrane oxygenator 
to initiation of TAH support was 6.5 hours. The patient 
was extubated the next day. He was re-listed for heart 
transplantation United Network for Organ Sharing status 

FE
A

T
U

R
E

 A
R

T
IC

L
E

S
 

Doc 97



FE
A

T
U

R
E

 A
R

T
IC

L
E

S
 

1492 CASE REPORT SMITH ET AL 
CARDIOWEST TOTAL ARTIFICIAL HEART 

Fig 2. Picture of ventricles showing presence of thrombus. 

1A on postoperative day 17. He was transplanted on 
postoperative day 63 when a suitable donor became 
available. He was discharged home 2 weeks later. He had 
no complications while on the CardioWest TAH or after 
heart transplantation. 

Comment 

Becker’s muscular dystrophy is a X-linked recessive 
inheritance disorder that manifests with progressive 
muscle wasting of the legs and pelvis, which is also 
associated with a loss of muscle mass. This occurs in 
approximately 3 to 6 in 100,000 male births, and in some 
cases it affects the myocardium resulting in a cardiomy
opathy with biventricular failure. 

The literature has shown the effectiveness of both 
ventricular assist devices and also TAHs as bridges for 
end-stage heart failure. Left ventricular assist devices, 
which were first implanted in 1986, are now used in many 
institutions routinely with 75% to 91% of patients surviv
ing to discharge and 74% surviving to transplant [2, 3]. 
These devices have inherent risk factors including infec
tion, thromboembolism, cerebrovascular accident, and 
hemorrhage [4, 5]. The CardioWest TAH also carries the 
same risks. However it is an effective device for patients 
in need of high flows for adequate tissue perfusion. 

This case illustrates the presence of left ventricular 
thrombus despite cardiac imaging with current technol
ogy. More importantly, it makes the observer wonder 
what would have been the outcome if a different device 
was used (eg, for example a device that would have 
required cannulation of the left ventricular apex). An 
operator who implants a device that requires left atrial or 
ventricular cannulation would probably have missed the 
presence of the left ventricular thrombus. Embolic ad
verse events are well documented for all types of devices, 
especially neurologic events. These thromboembolic ad
verse events are usually attributed to: (1) low flow states 
or areas of flow stagnation within the device, (2) throm
bogenic surfaces, (3) hypercoagulable states, (4) ineffec-

Ann Thorac Surg 
2005;80:1490–2 

tive anticoagulation therapy, or (5) thrombus within the 
ventricular cavity. The later one is difficult to quantify 
with current technology. However, a thromboembolic 
event in this patient may not have been because of any of 
the first four reasons mentioned and just because of 
pre-existing thrombus that went undetected. 

Cerebrovascular event rates are different for currently 
used devices. Incidence of such events have been reported 
to be 39% for the Novacor left ventricular assist device 
(World Heart; Novacor, Oakland, CA), 16% for the Thoratec 
HeartMate (Thoratec Corporation, Pleasanton, CA), and 
24% for the Thoratec ventricular assist device (Thoratec 
Corporation) [6, 7]. The incidence for the CardioWest TAH 
has been reported to be 8% [8]. A possible explanation for 
this lower incidence as compared with other devices is that 
the CardioWest TAH eliminates the remaining hypocon
tractile, thrombogenic left ventricle. 

The use of a left ventricular assist device could be 
considered, however the patient had almost no right 
ventricular function in the preoperative transesophageal 
echocardiogram shortly after the cardiac arrest. Further
more, the use of a cardioplegic arrest with removal of the 
left ventricular apex with examination for thrombus 
before insertion of a potential left ventricular cannula 
may be misleading as no complete assurance can be 
obtain that all the thrombus has been removed. 

This case demonstrates the successful outcome in a 
terminal patient who required placement of a TAH as a 
bridge to transplant. The bridge to transplant literature 
regarding the use in the pediatric population is increas
ing. Although this patient is placed in the pediatric group 
by age, he is an adult by size. It appears the outcome in 
this specific case could have been different with a differ
ent device. However, there are many devices available 
for bridge to transplant and the choice of an appropriate 
device needs to be individualized to the patient’s needs 
to maximize the likelihood of a successful outcome. 

References 

1. Arabia FA, Copeland JG, Pavie A, Smith RG. Implantation 
technique for the CardioWest total artificial heart. Ann Tho
rac Surg 1999;68:698-704. 

2. Kherani AR, Garrido MJ, Cheema FH, Naka Y, Oz MC. 
Nontransplant surgical options for congestive heart failure. 
Congest Heart Fail 2003;9:17–24. 

3. Sun MD, We P. Bridge to Transplantation: the Penn State 
experience. Ann Thorac Surg 1999;68:684–7. 

4. Tagusari O, Kormos RL, Kawai A. Risk of left ventricular 
assist device. J Heart Lung Transplant 1999;18:1111–9. 

5. Arabia FA, Copeland JG, Smith RG, et al. Infections with the 
CardioWest total artificial heart. ASAIO J 1998;44:M336–9. 

6. Minami K, El-Banayosy A, Sezai A, et	 al. Morbidity and 
outcome after mechanical ventricular support using Thoratec, 
Novacor, and HeartMate for bridging to transplantation. Artif 
Organs 2000;24:421–6. 

7. Mehta S, Souza D, Boehmer J, et al. Comparison of Pierce-
Donachy (PD) and TCI left ventricular assist systems as 
bridge to transplantation: an institutional experience. ASAIO 
J 1999;45:148. 

8. Copeland JG, Smith RG, Arabia FA, et al. Comparison of the 
CardioWest total artificial heart, the Novacor left ventricular 
assist system and the Thoratec ventricular assist system in 
bridge to transplantation. Ann Thorac Surg 2001;71:S92–7. 

Doc 98





















  
   

  

 

 

 

 

  

 

 

 

   
 

 

Dear Gentlemen, 


In reference to your requests for public comment on the NCA for Artificial Hearts (CAG-0322N), I have
 
attached three peer reviewed articles as medical evidence to support the effectiveness and reasonableness of
 
the CardioWest temporary Total Artificial Heart for use both in hospital and for discharge to home. 


Kind regards, 


Aly El-Banayosy M.D.
 

Heart Center NRW
 

Georgstrasse 11
 

D-32545 Bad Oeynhausen
 

Tel.: +49 5731 973175
 

Fax: +49 5731 972170
 

abanayosy@hdz-nrw.de 


bkessler@hdz-nrw.de 


Krankenhausbetriebsgesellschaft Bad Oeynhausen mbH Vorsitzender des Aufsichtsrates: Staatssekretär
 
Prof. Dr. med. Stefan F. 


Winter
 

Geschäftsführer: Prof. Dr. Otto Foit - stellv. Geschäftsführer Günther Wyppler HRB 1004 Amtsgericht Bad
 
Oeynhausen
 

mailto:bkessler@hdz-nrw.de
mailto:abanayosy@hdz-nrw.de


C
A

R
D

IO
V

A
S

C
U

L
A

R

 

C
E
A
G
R
D
O

(
H
t
b
W
w
d

4
r
r
p
m
a
i
s

p

T
w
a
o
p
s
m
v
m
a
s
p
p

m
h
t
t
[

A

A
K
O

©
P

ardioWest Total Artificial Heart: Bad Oeynhausen 
xperience 

ly El-Banayosy, MD, Latif Arusoglu, MD, Michel Morshuis, MD, Lukasz Kizner, MD, 
ero Tenderich, MD, Peter Sarnowski, RN, Hendrik Milting, PhD, and 
einer Koerfer, MD, PhD 

epartment of Thoracic and Cardiovasular Surgery, Heart Center North Rhine-Westphalia, Ruhr University Bochum, Bad 

eynhausen, Germany 

t
d
f
p
o
H
E
d
c

p
s
p
w
c
t

Background. The use of ventricular assist devices 
VAD) has become a widely accepted therapeutic option. 

owever, there are still limitations to the patient collec
ive eligible for VAD placement, who might therefore 
enefit from the implantation of a total artificial heart. 
e present the first German single-center experience 
ith the CardioWest total artificial heart (TAH) (SynCar
ia Systems, Tucson, AZ) in 42 patients. 
Methods. Between February 2001 and December 2003, 

2 patients (37 men, 5 women, mean age 51 � 13 years) 
eceived a TAH at our Center. Their body surface area 
anged between 1.5 and 2.4 (mean, 1.9 � 0.19) m2. All 
atients were in persistent cardiogenic shock in spite of 
aximum inotropic support and had numerous preoper

tive risk factors (intraaortic balloon pumping, mechan
cal ventilation, acute renal failure, previous cardiac 
urgery, recent cardiopulmonary resuscitation). 

Results. Duration of support was 1 to 291 days. Eleven 

atients (26%) underwent successful transplantation; 9 of 

ardiovaskularchirurgie, Herzzentrum NRW, Georgstr. 11, 32545 Bad 
eynhausen, Germany; e-mail: abanayosy@hdz-nrw.de. 
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hem could be discharged home. Twenty-two patients 
ied under support, 21 of them from multiple organ 
ailure and 1 patient from a technical problem. Nine 
atients are still on the device, 4 of them at home after the 
riginal CardioWest console was replaced by the Berlin 
eart EXCOR driver (Berlin Heart, Berlin, Germany). 
xceptional results were achieved in patients with car
iogenic shock after cardiac surgery or after acute myo
ardial infarction. 

Conclusions. Against the background of the extremely 
oor preoperative situation of our patients, the overall 
urvival rate of 48% can be considered as favorable. A 
rospective, randomized study is planned to find out 
hether patients with idiopathic dilated or ischemic 

ardiomyopathy are more likely to benefit from a biven
ricular assist device or a total artificial heart. 

(Ann Thorac Surg 2005;80:548–52) 
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he problems resulting from an increasing number of 
people suffering from congestive heart failure are 

ell known. Although a variety of therapeutic options are 
vailable, end-stage heart failure in a significant number 
f these patients still requires heart transplantation, a 
rocedure widely accepted but facing an enormous 
hortage in donor organs. In the last two decades, nu
erous ventricular assist devices (VAD) have been de

eloped and in the meantime are in routine clinical use in 
any centers worldwide as a bridge to, and even an 

lternative to, transplantation. However, there are still 
ome limitations to the patient collective eligible for VAD 
lacement. These patients might benefit from the im
lantation of a total artificial heart (TAH). 
In the past decades, several attempts were made to 
anufacture a TAH, the use of which in its early days, 

owever, was associated with high rates of infection and 
hromboembolism. A modified version of the Jarvik-7 
otal artificial heart (CardioWest Total Artificial Heart 
SynCardia Systems, Tucson, AZ]) [1] has, meanwhile, 

ccepted for publication Feb 28, 2005. 

ddress reprint requests to Dr El-Banayosy, Klinik für Thorax und 
een implanted in about 300 patients worldwide. In the 
ollowing we present the first German experience with 
he CardioWest TAH implanted in 42 patients in our 
enter. 
The CardioWest TAH is a biventricular orthotopic 

neumatic pulsatile pump with two separate artificial 
entricles that take the place of the native ventricles. 

ire-reinforced air conduits covered with Dacron in the 
ransabdominal wall pathway connect to longer drive
ines and to an external console. This console is mobile by 
irtue of batteries and compressed air tanks, allowing the 
atient freedom to move about the hospital or other care 

acilities. 
The two artificial ventricles, although differing in the 

pacing and angulations of the inflow and outflow valves 
nd the entry sites for the conduits for the left and right 
ides, are basically the same in construction. Each has a 
igid spherical outer “housing” that supports a seamless 
lood-contacting diaphragm, two intermediate dia
hragms, and an air diaphragm, all made of segmented 
olyurethane, and separated by thin coatings of graphite. 
he inflow (27 mm) and outflow (25 mm) Medtronic-Hall 
alves (Medtronic Inc, Minneapolis, MN) are mounted 

n the housing. The diaphragm excursion is essentially 

0003-4975/05/$30.00 
doi:10.1016/j.athoracsur.2005.02.084 
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able 1. Outcome After CardioWest (SynCardia) 
mplantation With Regard to Etiology of Heart Failure 

Implants Tx-ed Ongoing Death 

ilated cardiomyopathy 10 1 2 7 

schemic cardiomyopathy 10 2 2 6 

ostcardiotomy heart 5 3 1 1 
failure 

ulminant myocarditis 4 1 1 2 

cute myocardial 10 4 3 3 
infarction 

rimary graft failure- 2 2 
rejection 

ulmonary hypertension 1 1 

otal 42 11 9 22 

x-ed � transplanted. 

rom one wall of the housing to the other, allowing the 
entricle to fully fill and fully eject nearly 70 mL per beat. 
A flexible polyurethane-lined inflow connector is sewn 

o the atrial cuff of the recipient heart, and then snapped 
n to the inflow valve mount of the artificial ventricle. On 
he outflow side, the Dacron outflow connectors are 
napped on to the outflow valve mounts of the artificial 
entricle after the distal connector anastomoses have 
een completed. 
The external console consists of two pneumatic drivers, 

ne primary and one back-up, transport batteries, air 
anks, and an alarm and computer monitoring system. 
he CardioWest TAH was granted CE approval in Ger
any in 2000. 

atients and Methods 

election Criteria 
ince the CardioWest TAH became available at our 
enter in February 2001, our previously published [2] 

election criteria for patients scheduled for biventricular 
upport have been modified. Patients with severe cardio
enic shock resulting in extensive multiple organ failure 
nd a body surface area of more than 1.5 m2 are now 
ore likely to receive the CardioWest TAH. This also 

pplies to patients after massive myocardial infarction in 
hom a left ventricular or biventricular device cannot be 

mplanted for technical or surgical reasons. Furthermore, 
atients with postcardiotomy heart failure, who have 
een supported with other ventricular assist devices for a 
easonable period of time and do not show any signs of 
yocardial recovery, receive the CardioWest after hav

ng been evaluated and approved for heart transplanta
ion. In addition, implantation of the CardioWest is 
ndicated in patients with intracardiac shunts or left 
entricular thrombi, which make them ineligible for VAD 
mplantation, and in selected cases with primary graft 
ailure or rejection. 

atients 
etween February 2001 and December 2003, 42 patients 
37 men, 5 women, aged 15 � 74 years; mean age, 51 � 13 
B

ears ) out of a total of 118 patients undergoing mechan
cal circulatory support (18 of them with Thoratec [Tho
atec Laboratories Corp, Pleasanton, CA] biventricular 
upport) received a CardioWest TAH at our Center. Their 
eight ranged from 151 to 192 (mean, 176 � 11) cm, their 
eight from 46 to 113 (mean, 79 � 13) kg. Body surface 

rea was 1.5 to 2.4 (mean, 1.9 � 0.19) m2. Left ventricular 
nddiastolic diameters ranged from 38 to 90 (mean, 67 � 
4) mm, left ventricular endsystolic diameters from 31 to 
2 (mean, 60 � 14) mm. The patient cohort, with regard to 
tiology of heart failure, is described in Table 1. All 
atients were in persistent cardiogenic shock in spite of 
aximum inotropic support. Twenty-eight patients 

67%) had been under intraaortic balloon pumping, 31 
atients (74%) were under mechanical ventilation, 22 
atients (52%) had undergone continuous venovenous 
emofiltration because of acute renal failure, 21 patients 

50%) had previous cardiac surgery, and 19 patients (45%) 
ad undergone cardiopulmonary resuscitation within the 
4 hours prior to CardioWest implantation. Fifteen pa
ients (35%) had been on mechanical circulatory support 
efore for a mean duration of 48 hours (femorofemoral 
ardiopulmonary bypass, n�11; Thoratec, n�2; Abiomed 
ABIOMED, Inc, Danvers, MA), n�1; centrifugal pump, 
�1). Thirteen of these patients had received a device for 
hort-term support under resuscitation conditions, but 
equired long-term assistance later. One patient with 
iant cell myocarditis had initially been on femorofemo
al cardiopulmonary bypass for 5 days. Since he showed 
o recovery, he was switched to Thoratec biventricular 
upport with biatrial cannulation because of the short 
istory of heart disease and the young age of the patient. 
nfortunately, after another 7 days of support, a throm
us was detected in the left ventricle leading to Cardio-
est implantation. In the other patient supported with 

he Thoratec system after acute myocardial infarction, 
hrombus formation in the left ventricle was also ob-

able 2. Preimplant Hemodynamic and Laboratory Data 

Range Mean/Median 

ardiac index (L/min/m2) 1.2–3.4 2.0 � 0.7 

entral venous pressure (mm Hg) 8–25 13 � 5 

ean pulmonary artery pressure 18–55 32 � 9 
(mm Hg) 

ulmonary capillary wedge 12–32 22 � 6 
pressure (mm Hg) 

ulmonary vascular resistance 
(dyn · sec · m5) 

107–534 298 � 120 

ystemic vascular resistance 
(dyn · sec · m5) 

545–1,905 1065 � 458 

hite blood count (g/dL) 6.5–29.5 13.4 � 5.2 

latelets (� 1,000) 24–326 137 � 85 

lood urea nitrogen (mg/dL) 24–133 65 � 29 

reatinine (mg/dL) 0.4–11 2.1 � 1.9 

ilirubin (mg/dL) 0.4–8.8 2.5 � 2.5 

actate dehydrogenase (U/L) 274–21,000 median, 607 

lanin aminotransferase (U/L) 12–20,000 median, 94 
rain natriuretic peptide (pg/mL) 40–2,713 median, 458 
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able 3. Complications Under Support 

Complication Incidence 

leeding 9 (21%) 
eexploration 8 (19%) 
hromboembolic 0.04 events/patient month 

Transient ischemic attacks 2 (5%) 
Cerebrovascular disorders 1 (2.3%) 
Cerebral bleeding 1 (2.3%) 
cute renal failurea 3/20 (15%) 
iver failure 11 (26%) 
ystem-related infection 

Driveline 3 (7%) 
Mediastinitis 2 (5%) 
bdominal operations 4 (9%) 
emolysis 3 (7%) 
neumonia 5 (12%) 

 In 20 patients without preoperative renal failure. 

erved after 7 days of support, which made a system 
hange necessary. Preoperative hemodynamic and labo
atory data are summarized in Table 2. 

Since October 2003, a modified version of the Berlin 
eart EXCOR driver (Berlin Heart, Berlin, Germany) [3] 
as been available for clinical trial at our Center and has 
eplaced the bulky console in our last seven patients 
eceiving the CardioWest device. 

nticoagulation Protocol 
uring the first 24 hours postoperatively, the patients 

eceive no anticoagulation. On postoperative day (POD) 
, heparin administration is started if blood loss is less 
han 50 mL/h over 3 consecutive hours (partial thrombo
lastin time [PTT] target: 50 seconds). A thromboelasto
raphic (TEG) analysis is performed to identify patients 
ith hypercoagulability (maximal amplitude � 68 mm), 
ho additionally receive 1 mg/kg acetylsalicylic acid 

ASA). On POD 2, heparin dosage is increased to adjust 
TT to 60–70 seconds. Repeat TEG is performed to 
valuate the effect of ASA administration, which might 
e adjusted to achieve the recommended platelet inhibi

ion level of 70%. This medication is continued until two 
eeks postoperatively. If ASA turns out to be ineffective, 

t is replaced by clopidogrel, the effect of which is also 
erified by TEG to achieve a degree of inhibition of 
reater than 40%. Two weeks after surgery, heparin is 
eplaced by warfarin (Coumadin), and ASA, or clopi
ogrel medication is continued. 

ntibiotic Protocol 
ur antibiotic prophylaxis is the same as with other assist 
evices and consists of a short-term prophylactic admin

stration of cephalosporin (Cefazolin) (3 � 2 g daily) in all 
atients until all drains are removed. Further infections 
re treated according to the antimicrobial sensitivity test. 
n patients who had been on antibiotic treatment prior to 
mplantation, their regime is replaced by vancomycin, 
nd tazobactam plus piperacillin for at least 4 weeks. 

ntimycotic prophylaxis was not performed routinely. b
esults 

he implantation procedure was uneventful in all pa
ients without any intraoperative fatality. Eight patients 
most of them after acute myocardial infarction) had fit 
roblems and chest closure was only possible on PODs 
–5. Three of these patients had a body surface area less 
han 1.7 m2. However, fit problems were not observed in 
hree other patients with a body surface area less than 1.7 

2. A bleeding complication defined as blood loss 
reater than 1,500 cc · m2 · 24 hours occurred in 9 patients 
21%) with 8 of them needing reexploration. This bleed
ng complication was not surgery-related but was due to 
he fact that 35% of our patients had been on mechanical 
irculatory support before with subsequent coagulation 
isorders. Liver failure as defined by bilirubin greater 

han 10 mg/dL and transaminase three times as high as 
he normal value was found in 11 patients (26%) needing 

olecular adsorbent recirculating system therapy. Renal 
ailure requiring renal replacement therapy occurred in 3 
f 20 patients, who had no renal failure preoperatively. 
our patients underwent abdominal surgery on the de
ice for mesenteric ischemia. Hemolysis as defined by 
lasma-free hemoglobin of greater than 50 mg for more 

han 12 hours was found in 3 patients (Table 3). These 
atients usually had systemic hypertension thus needing 
igher driving pressures. Hemolysis could be resolved by 
educing the driving pressure in combination with anti
ypertensive agents. 
There were two system-related technical problems. 
ne patient was observed to have a significantly higher 

ight than left pump output with increasing signs of 
ulmonary congestion and weight gain after 6 months of 
upport. Transthoracic and transesophageal echocardi
graphy did not provide an explanation for this develop
ent. He was given diuretics, which improved his pul
onary congestion but the high right pump output 

emained. Fortunately, a suitable donor organ made 
mmediate cardiac transplantation possible. When inves
igating the pump, a diaphragm layer on the blood side 
ithin the pump turned out to have ruptured with 

ubsequent thrombus formation in the intermediate 
oom. The patient is now doing well at home after cardiac 
ransplantation. In another patient, who died after 5 days 
f support, the central venous catheter wedge had acci
entally been advanced into the tricuspid valve leading 
o valve dysfunction with consecutive circulatory
ollapse. 

Duration of support was 1 to 291 (mean, 86 � 89; 
edian, 51) days. Altogether, 11 of 42 patients (26%) 

nderwent successful cardiac transplantation with 10 
eing discharged home. One patient died from an infec

ion one week post heart transplantation (HTx). Another 
atient, who had been discharged from hospital, died 6 
onths after the procedure from acute rejection. Survival 

n those 9 patients being discharged is 2 to 25 months. 
wenty-two patients (52%) died under support, 13 of 

hem from multiple organ failure after 1 to 68 days of 
upport, ie, the preexisting organ dysfunction could not 

e resolved, 3 patients from mesenteric ischemia (72 to 
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67 days), 2 patients each from sepsis and multiple organ 
ailure (26 and 87 days), and from cerebral bleeding (52 
nd 56 days), and one patient each from multiple organ 
nd respiratory failure (37 days) and from a technical 
roblem after 5 days. Mean duration of support among 
urvivors to cardiac transplantation was significantly 
ower (174 � 87 days) than in nonsurvivors (43 � 52 days). 

ine patients are still on the device, 5 of them within the 
ospital, whereas 4 patients could be discharged home 

or a mean duration of 42 days while on the device after 
he original CardioWest console was replaced by the 
XCOR Berlin Heart driver. Of those 15 patients who 
reviously had been supported by a different assist 
evice, 6 patients underwent cardiac transplantation, 5 of 

hem were discharged from hospital. The patient with 
iant cell myocarditis supported with three different 
evices is doing well at home. Table 1 details the results 
ith regard to etiology of heart failure. 

omment 

lthough a variety of devices for mechanical circulatory 
upport have become available, patients with intracar
iac thrombi or shunts, structural damage to the heart, or 
ongenital heart defects are not eligible for the implan
ation of these assist devices but need a total artificial 
eart in case of endstage heart failure. This paper de
cribes the application of the CardioWest TAH in one of 
he sickest patient cohort receiving mechanical circula
ory support ever reported as shown by their preimplant 
emodynamic and laboratory data. In our recent report 
n patients bridged to cardiac transplantation with the 
horatec VAD system, preoperative ventilation was 
hown to be an independent risk factor of death [4]. In
he present CardioWest collective, 74% of patients had 
een on mechanical ventilation preoperatively. 
In his recently published paper on 81 patients receiv

ng the CardioWest TAH, Copeland and colleagues [5] 
eported on a survival to transplantation of 79%, which is 

arkedly higher than that of our collective. However, 
either collective is comparable in terms of preoperative 
isk factors. The Copeland group excluded patients from 
AH implantation with a previous vascular assist device 
r dialysis 7 days before. In contrast, 35% of our patients 
ad been on mechanical circulatory support before and 
2% had undergone dialysis for renal failure. Further
ore, the incidence of intraaortic balloon pumping (36% 

n the Copeland collective vs 67% in our collective), 
echanical ventilation (42% vs 74%), previous cardiac 

urgery (38% vs 50%), and previous cardiopulmonary 
esuscitation (37% vs 45%) was significantly higher in our 
roup. 
In view of the extremely poor preoperative status of the 

atients presented, the overall survival rate of 48% 
mong these patients can be considered as a favorable 
esult. The main cause of death in our experience was a 
reimplant multiple organ failure, which turned out to be 

rreversible after CardioWest implantation. However, an 
xceptional outcome was found in patients with acute 

yocardial infarction (AMI) and with postcardiotomy d
eart failure. Duration of support among survivors with 
MI etiology was 185 � 60 days compared to 39 � 54 days 
mong nonsurvivors, which is comparable to the support 
imes in the total collective. Patients with these etiologies 
ecame acutely sick and their organs did not suffer from 

ong standing low output syndrome compared to patients 
ith a chronic disease like idiopathic dilated or ischemic 

ardiomyopathy (79% fatalities). Furthermore, severe 
ardiogenic shock after AMI is usually associated with a 
igh release of cytokines [6]. We assume that the removal 
f the heart might limit the production of cytokines, 
hich are made responsible for end-organ failure. This 
ypothesis is the subject of further investigation at our 
enter. 
The body surface area (BSA) always is a main issue 
hen implanting a total artificial heart. In our cohort, 6 
atients had a BSA of less than 1.7 m2, which resulted in 
 fit problem in 3 patients only with two survivors (one 
ith a fit problem). However, the fit problems were more 

ikely to be associated with the etiology of the disease 
AMI, postcardiotomy cardiogenic shock) than with BSA. 

evertheless, the number of this subgroup is too small to 
ake any meaningful conclusions. 
Regarding the clinical status at the time of HTx, TAH 

atients are accepted for HTx as soon as they have no 
rgan dysfunction. In general, they do not have a higher 
riority in organ allocation than other patients, except for 

echnical problems, uncontrolled infection, or repeated 
ransient ischemic attacks. 

Despite a less sophisticated anticoagulation protocol as 
escribed by LePrince and colleagues [7] and Copeland 
nd colleagues [8], and considering the more activated 
latelet function in TAH patients compared to those 
upported with other ventricular assist devices, the inci
ence of thromboembolic complications in our very sick 
ohort was only 0.04 thromboembolic events per patient 
onth, which proves the low thrombogeneity of the 

ystem. Similarly, infectious complications were ob
erved less frequently when compared with other sys
ems for mechanical circulatory support [2, 9]. The inci
ence of liver failure is comparable to that observed 
mong patients supported with the Thoratec biventricu
ar device [2], although the TAH collective had higher 
reoperative risk factors. However, bilirubin values 6 and 
4 days after implantation were higher among Thoratec 
atients and had generally normalized after 30 days of 
upport. The bilirubin values obtained 14 days postim
lantation differed significantly between survivors (1.7 � 
 mg/dL) and nonsurvivors (5.2 � 10 mg/dL) (p � 0.01). 

In our institution, patients who suffer from fulminant 
yocarditis and are in need of mechanical circulatory 

upport usually receive a ventricular assist device as a 
ridge to recovery. However, four patients of our cohort 
ad suffered fulminant myocarditis; in three of them a 
iant cell myocarditis was present, which makes a recov
ry very unlikely. The other patient had been supported 
ith a different device due to severe cardiogenic shock 

nd was switched to the CardioWest because of throm
us formation in the left atrium. This patient, however, 

ied from multiple organ failure. 
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Our experience strongly recommends the further eval
ation of the total artificial heart concept in the manage
ent of patients with cardiogenic shock after acute 
yocardial infarction and postcardiotomy heart failure. 
s far as other patients (eg, with idiopathic dilated or 

schemic cardiomyopathy) are concerned, a prospective, 
andomized study is highly recommended to find out 
hether they are more likely to benefit from a total 

rtificial heart or from biventricular support. 

rant support was given by the German Association of Organ 
ecipients (Registered Association). 
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A B S T R AC T  

Patients who develop cardiogenic shock after acute 
myocardial infarction have a very high mortality rate despite 
early reperfusion therapy. Hemodynamic stabilization can 
often only be achieved by implanting a mechanical circulatory 
support system. When, in cases representing expansive 
myocardial impairment without any chance of recovery, phar
macological therapy and the use of percutaneous assist 
devices have failed, the implantation of a total artificial heart 
is indicated. We report our first experiences with this exten
sive and innovative method of managing irreversible cardio
genic shock patients. The CardioWest total artificial heart 
was implanted in 5 patients (male; mean age, 50 years). All 
patients were in irreversible cardiogenic shock despite maxi
mum dosages of catecholamines, an intra-aortic balloon 
pump and/or a femoro-femoral bypass. In all patients early 
reperfusion therapy was performed. After implantation of the 
CardioWest system, all dysfunctional organ systems rapidly 
recovered in all patients. Four of 5 patients underwent suc
cessful heart transplantation after a mean support time of 156 
days. One patient died because of enterocolic necroses caused 
by an embolic event after termination of dicumarol therapy. 
In summary, our first experiences justify this extensive man
agement in young patients who would otherwise have died 
within a few hours. 

I N T R O D U C T I O N  

Cardiogenic shock following acute myocardial infarction 
remains a complication with a very high mortality rate. In 
larger studies, the incidence in patients receiving inpatient 
treatment because of acute myocardial infarction is between 
5% and 10% [Bengtson 1992; Moosvi 1992; Holmes 1995]. 
According to autopsy findings, cardiogenic shock occurs 

Presented at the 3rd Integrated Coronary Revascularization (ICR) 
Workshop for Interventional Cardiologists and Cardiac Surgeons, Innsbruck, 
Austria, December 6-8, 2006. 
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Surgery, Heart and Diabetes Center North Rhine-Westphalia, Georgstr. 11, 
D-32545 Bad Oeynhausen, Germany; 05731/97-3103 (nreiss@gmx.de). 

when more than 40% of the myocardium has been damaged 
[Harnarayan 1970; Pafe 1971; Alonso 1973]. The loss of the 
myocardium can be attributed to either a recent extended 
myocardial infarction or a combination of recent necrosis and 
previous infarction scarring [Alonso 1973]. Necrosis is an 
advancing development, with the size of the myocardial area 
supplied by the occluded coronary artery determining the 
emergence of left-ventricular pumping failure. Energy 
reserves in the myocardium are further depleted by the signi
ficantly reduced ejection fraction in such a shock situation, 
and irreversible cardiogenic shock is the ultimate outcome 
[Gunnar 1988]. 

Treatment for cardiogenic shock ranges from drug therapy 
via interventional or surgical reperfusion measures to the 
implantation of mechanical circulatory support systems. The 
conservative, purely pharmacological treatment has an 
extremely high mortality rate of 80% to 90% [Goldberg 
1991; Bengtson 1992]. Thrombolytic therapy in patients with 
cardiogenic shock is also less than convincing and, according 
to the data available from controlled studies, has not led to 
any significant improvement in the survival rate [GISSI 1986; 
GISSI 1990; Holmes 1995; Berger 1997]. 

However, the prognosis can be positively and significantly 
influenced through successful coronary angioplasty [Lee 
1991; Moosvi 1992]. If reopening the coronary artery is not 
successful, however, or if there is a repeat occlusion and the 
patient remains in cardiogenic shock, then sufficient hemody
namic conditions can only be achieved by implanting a 
mechanical assist device. 

The development of ventricular assist devices (VAD) has 
advanced considerably over the past 2 decades and the follow
ing system types are now available: (1) intra-aortic balloon 
pump, (2) implantable turbine pump (hemopump), (3) centrifu
gal pump (femoro-femoral bypass), (4) paracorporeal or par
tially implantable support system, (5) completely implantable 
total artificial heart [Körfer 1995]. 

The first 3 of the abovementioned systems can be 
implanted percutaneously and therefore by cardiologists in 
the cardiac catheter laboratory. The most significant of these 
for interventional cardiologists is the intra-aortic balloon 
pump, which can be implanted easily and quickly in shock 
patients, and which affects prognosis positively, especially in 
combination with successful reperfusion [Mueller 1994]. 

© 2007 Forum Multimedia Publishing, LLC E251 
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If cardiogenic shock persists despite high-dosage drug ther
apy and the use of percutaneous assist devices, the implanta
tion of an artificial heart system suited to longer-term support 
is indicated. This type of VAD can assist one ventricle in isola
tion or both ventricles. Successful weaning from this system 
and its use as a bridge to heart transplantation have both been 
reported [Hill 1986; Moritz 1993; Park 2000]. 

In a few cases, akinesia of the left ventricle remains despite 
ventricular assistance. Even with appropriate anticoagulation 
there is a risk of ventricular thrombosis. In other rare cases, 
sternotomy reveals severe damage of the myocardium. The 
myocardial tissue is so fragile that it is impossible to implant a 
paracorporeal or partially implantable system while leaving 
the heart as it is. With such a VAD recovery is not to be 
expected. In both cases, the heart should be replaced and the 
patient bridged to transplantation with a total artificial heart 
[Copeland 1996]. 

In this paper, we report our first experience with this 
complex and innovative treatment strategy for patients with 
irreversible cardiogenic shock following acute myocardial 
infarction. 

M E T H O D S  

The CardioWest Total Artificial Heart 
The CardioWest total artificial heart (Syncardia Systems, 

Tuscon, AZ, USA), implanted in all cases, is a direct successor 
of the Jarvik 7-70 system. It is a biventricular, pulsatile, and 
pneumatically driven blood pump that is implanted ortho-
topically. The ventricles are made of polyurethane; 
Medtronic-Hall artificial valves (Medtronic, Minneapolis, 
MN, USA) ensure unidirectional flow (Figure 1). Blood and 
air are separated by a 4-layer polyurethane septum that 
retreats during the diastole and advances during the systole 
via compressed air, driving the blood out of the artificial ven
tricle. The CardioWest system can guarantee flows of up to 
10 L/min, with normal target flows of 6 to 8 L/min. Follow
ing implantation of the ventricle, the connecting cable to the 
drive console is passed out below the left costal arch. 

The drive console permits the beat rate, the duration of 
the systole, and the pressures in the drive lines all to be set 
individually for each ventricle. The CardioWest system func
tions on the basis of a complete filling of the ventricles, fol
lowed by a complete emptying on each beat. The filling of 
the ventricles is determined by the atrial pressure on each 
side; as the atrial pressure increases, the cardiac output and 
ejection fraction also increase. 

Implantation Technique 
The implantation technique has been described in detail 

by Arabia et al [1999]. Here, the most important steps are 
summarized below. 

First the heart-lung machine is connected in the conven
tional manner. The heart is totally bypassed and then excision 
begins, using a method that is fundamentally different from 
that used for transplantation. Both the tricuspid valve annulus 
and the mitral valve annulus are preserved. Then an incision is 
made on the ventricular side of the atrioventricular cavity and 
continued forward across the right-ventricular outflow tract to 
the proximity of the pulmonary valve. The incision extends 
backward to the interventricular septum and through the sep
tum, in turn remaining on the ventricular side of the atrioven
tricular cavity. The incisions are extended from both sides to 
the pulmonalis bifucation. The large vessels are then prepared 
slightly above valve level. Following excision of the heart, the 
right- and left-atrial cuffs are sutured using Teflon felt. 

After this, the large vessels are anastomosed, first the pul
monary artery and then the aorta. The conduits are shortened 
to the appropriate length. Finally, the artificial heart is care
fully vented and positioned. An x-ray of the CardioWest total 
artificial heart after implantation is provided in Figure 2. 

Anticoagulation 
Circulatory support using the CardioWest total artificial 

heart initially caused heparinization with activated coagulation 
time values corresponding to 1.5 times baseline. After removal 
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Figure 1. The CardioWest total artificial heart–artificial ventricle with 

Medtronic-Hall prosthetic valves. 

Figure 2. Thoracic x-ray after implantation of a CardioWest total artifi

cial heart. 
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of the thoracic drainage system, marcumar with target Inter
national Normalized Ratio levels of 2.5 to 3.5 was introduced, 
as well as an additional antiaggregation with 100 mg acetylsal
icylic acid. 

R E S U LT S  

Case 1 
A 39-year-old man with extended myocardial infarction 

was admitted to an outside hospital. There, coronary angio
plasty was performed with stent implantations in the proxim
ity of the left anterior descending artery and the circumflex 
artery. After 3 days the patient required reanimation. Because 
of acute occlusion of the left anterior descending artery and 
the circumflex artery, a repeat percutaneous transluminal 
coronary angioplasty (PTCA) was performed, with stent 
implantation and lysis therapy. The cardiac index was 
1.6 L/min per m2. 

Still at the other hospital, a Biomedicus femoro-femoral 
centrifugal pump (Eden Prairie, MN, USA) was implanted to 
provide hemodynamic stabilization. The patient was then 
transported to our hospital. Here, surgical myocardial revas
cularization was performed, with the placement of 2 aorto
coronary venous grafts to the left anterior descending artery 
and the marginal branch. In conjunction with continued low-
output syndrome, the femoro-femoral bypass was retained. 
After 3 days there was still no indication of myocardial recov
ery. Severe biventricular dysfunction was observed. 

It was decided to implant a biventricular assist device. In 
the operating theater both the right and left ventricles were 
akinetic, as well as extensively damaged, with the tissue so 
fragile as to render the implantation of an assist device to sup
port the existing heart impossible. For this reason, the heart 
was removed and a CardioWest total artificial heart implanted. 

The patient could be extubated on the first postoperative 
day. After support for 6 days, the previously increased reten
tion levels had returned to the normal range (creatinine from 
3 mg/dL to 1.1 mg/dL, urea from 90 mg/dL to 26 mg/dL). 
The bilirubin level increased on the system to 11.9 mg/dL 
on the fourth day, after which it continually decreased, enter
ing the normal range after 3 weeks. After a support period 
of 152 days, the patient was transplanted in a completely 
mobilized state, free of infection, and with all organ systems 
recovered. 

Case 2 
A 44-year-old patient had severe biventricular dysfunction 

following an extended anterior wall infarction that was first 
treated with systemic lysis therapy. After 3 days the patient 
suffered a repeat infarction. A PTCA was performed with 
stent implantation in the region of the right anterior 
descending artery. Five days after this, the patient required 
reanimation. To maintain adequate circulatory conditions, an 
intra-aortic balloon pump and a femoro-femoral bypass were 
introduced. Following hemodynamic stabilization, a repeat 
PTCA of the right anterior descending artery was per
formed. Since the patient was still in cardiogenic shock and 
there were no signs of recovery, implantation of a VAD was 

indicated. Sternotomy and pericardiotomy revealed severe 
biventricular dysfunction. Both ventricles displayed severe 
myocardial damage. For this reason, it was decided to 
implant a CardioWest total artificial heart. 

Following the intervention, all the organ systems recov
ered rapidly. On the third postoperative day the patient could 
be extubated; during the first 14 days the patient still required 
intermittent veno-venous hemofiltration. Total bilirubin 
increased to a maximum 10.4 mg/dL before re-entering the 
normal range after 14 days. The patient could be successively 
mobilized and was transplanted after 191 days on support in a 
good general condition and free of infection. 

Case 3 
A 59-year-old patient developed severe left-ventricular 

dysfunction following extended anterior wall infarction in 
conjunction with severe coronary triple-vessel disease (occlu
sion of the right anterior descending artery and the right 
coronary artery, as well as severe stenosis of the circumflex 
artery). When the patient failed to recover he was transferred 
to our hospital for implantation of a VAD. 

Following placement of an intra-aortic balloon pump, 
his hemodynamic situation first stabilized but then rapidly 
deteriorated, so that implantation of a left-VAD (LVAD) was 
indicated. During surgery, the left ventricle displayed no con
tractions; the tissue was already clearly fragile. A Thoratec 
LVAD (Pleasanton, CA, USA) was implanted. Because of the 
developments described above, the left atrium and the 
ascending aorta were cannulated rather than the left apex. 

Following the intervention, the patient’s hemodynamic sit
uation was sufficient, but in the course of the first week 
increasing right heart failure could be observed, which failed 
to respond to drug therapy. In addition, the patient was 
not recovering and developed a thrombus in the left ventricle 
on the 6th day after device implantation. On the basis of 
these findings, the implantation of a total artificial heart was 
indicated. 

Following the intervention, veno-venous hemofiltration 
was carried out as it had been preoperatively and total biliru
bin rose to a maximum 5.5 mg/dL. Following extubation, the 
patient showed a cerebro-organic psychosyndrome that, how
ever, continually improved. Following a 6-week stay in inten
sive care, the patient could be transferred to a normal ward. 
Here his general condition improved daily. 

After support for 5 months, the patient suffered gastroin
testinal hemorrhaging with a significant loss of blood, mean
ing that conventional dicumarol therapy had to be replaced 
by intravenous heparinization. A few days later the patient 
had a transitory ischemic attack. Two days after that the 
patient complained of severe abdominal pains, and explorative 
laparotomy revealed necroses caused by an embolic event 
throughout the intestine. The patient died on the 167th day 
after implantation of the system. 

Case 4 
A 73-year-old patient developed cardiogenic shock in con

junction with extended anterior wall infarction. Coronary 
angiography performed in an outside hospital revealed severe 
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coronary triple-vessel disease with a 90% stenosis of the main 
trunk. The patient required reanimation and an intra-aortic 
balloon pump was implanted in the cardiac catheter labora
tory. Following stabilization, the patient was transferred to 
our hospital. 

Here, the creatinine kinase level on admission was already 
4.777 U/L, CK-MB was 274 U/L, and cardiac troponin was 
346 mg/L. Surgical myocardial revascularization was immedi
ately performed, with venous grafts sequentially to the right 
anterior descending artery and the diagonal branch, as well as 
sequentially to the right posterior descending artery and the 
right posterolateral branch. It proved impossible, however, to 
wean the patient from the cardiopulmonary bypass, and 
severe biventricular dysfunction was observed. 

After all the conventional measures had been exhausted, it 
was decided to implant a CardioWest total artificial heart. 
The patient could be extubated on the third postoperative 
day. In the first 10 days he required intermittent veno-venous 
hemofiltration. The total bilirubin level rose to 15.2 mg/dL 
on the 12th postoperative day and did not re-enter the nor
mal range until 6 weeks after implantation. On the 13th post
operative day, the patient could be transferred to a normal 
ward. After support for 180 days he was then transplanted in a 
very good general condition. 

Case 5 
A 36-year-old patient with extended myocardial infarction 

and cardiogenic shock underwent coronary angioplasty in an 
outside hospital, with stent implantation of the right anterior 
descending artery and the circumflex branch. During this 
intervention the patient required reanimation. Since he 
remained hemodynamically unstable even after the interven
tion, an intra-aortic balloon pump was implanted. The 
patient was then transferred to our hospital. Here, echocar
diography revealed an ejection fraction of 16% and a cardiac 
index of 1.5 L/min per m2. Creatinine kinase was 4.524 U/L, 
CK-MB was 346 h/L, and cardiac troponin was 596 μg/h. 

Patient Characteristics 

Despite extensive pharmacological therapy and the intra-
aortic balloon pump, adequate hemodynamic conditions 
could not be achieved, so the patient was brought to the oper
ating theater for implantation of a VAD. Here it was discov
ered that the entire left ventricle was massively infarcted. A 
CardioWest total artificial heart was implanted. 

The patient could be extubated on the third postoperative 
day. After support for 6 days, both the retention and the 
bilirubin levels were within the normal range. Lipase increased 
to 1.200 U/L but no organic correlation could be found using 
sonography. After 101 days on the system, the patient could be 
transplanted in a completely mobilized, infection-free condi
tion with all laboratory parameters normal. 

D I S C U S S I O N  

In the last few decades, the mortality rate for acute 
myocardial infarction has been significantly lowered through 
the further development of drug, interventional, and surgical 
therapies. Despite these therapeutic options, a low percent
age of infarction patients (~7%) develop cardiogenic shock 
[Vogt 1999]. This patient group has an extremely poor prog
nosis and a hospital mortality rate of 60% to almost 100%. 
An improvement in survival has been reported through rapid 
reopening of the infarcted vessel with PTCA or operative 
myocardial revascularization [Beyersdorf 1990; Allen 1993]. 

The restoration of adequate blood flow may limit the size 
of the infarction, prevent infarction extension, or improve the 
function of the remaining myocardium [Grines 1989], but 
once the patient is already in cardiogenic shock it is usually 
too late to save the myocardium within the infarcted area. 
The patients are often still young—in our study averaging 
50 years—and yet have barely any chance of surviving. The 
only remaining therapeutic option to restore sufficient circu
lation is the implantation of a mechanical VAD. 

Mechanical circulatory support devices are mainly 
implanted in patients with terminal heart failure as a bridge to 

Patient 1 Patient 2 Patient 3 Patient 4 Patient 5 

Sex M M M M M 

Age, y 39 44 59 73 36 

Weight, kg 77 85 72 80 95 

Body surface area, m2 1.9 2.09 1.88 2.00 2.20 

Reanimation Yes Yes No Yes Yes 

Intra-aortic balloon pump No Yes Yes Yes Yes 

Femoro-femoral bypass Yes Yes No No No 

Respiration Yes Yes Yes Yes Yes 

Ejection fraction, % 18 20 25 20 16 

Cardiac index, L/min/m2 1.6 1.8 1.6 1.7 1.5 

Intervention PTCA + stent LAD/Cx, PTCA + stent LAD, PTCA + stent LAD, Quadruple CABG PTCA + stent LAD/Cx 

re-PTCA + stent LAD/Cx + lysis therapy, initial implantation of 

lysis therapy double CABG re-PTCA LAD a Thoratec LVAD 

*PTCA indicates percutaneous transluminal coronary angioplasty; LAD, left anterior descending artery; Cx, circumflex artery; CABG, coronary artery bypass 

grafting. 
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heart transplantation [Farrar 1990; Körfer 1995]. Cardiogenic 
shock following acute myocardial infarction is a more rare 
indication for the implantation of an assist device [Page 1971; 
Zumbro 1987; Moritz 1993; Chen 1999; Körfer 1995; Reiss 
1995]. 

Assist devices provide the options of supporting the dam
aged heart or completely replacing it. Numerous systems are 
currently available, ranging from the intra-aortic balloon 
pump via centrifugal and roller pumps and VADs to the total 
artificial heart. The standard options are to use the system 
until the patient can be weaned or as a bridge until heart 
transplantation. The percutaneous systems such as the intra-
aortic balloon pump and the centrifugal pump are only suited 
to short-term support. The prognosis following weaning is 
poor, however, with survival rates between 0% and 35%, 
meaning that ultimately the only options with a better prog
nosis are the use of VADs or replacement of the heart with a 
total artificial heart [Raithel 1989; Reichmann 1990; Kern 
1993; Zeymer 1993; Chen 1999]. 

Most reports are of isolated left-heart support. Myocar
dial infarctions primarily restrict left-ventricular output; 
the implantation of an LVAD thus often appears to be the 
adequate solution to achieve sufficient circulation. The first 
system that was used as an LVAD in patients with cardio
genic shock following myocardial infarction was the Thor
atec system [Hill 1986]. The patient could successfully 
be transplanted after being supported on the system for just 
2 days. 

Chen et al reported their experience with the HeartMate 
LVAD in conjunction with acute myocardial infarction. Their 
bridge-to-transplant rate was 64%. Only one patient could be 
successfully weaned [Chen 1999]. Similarly low weaning rates 
were also reported by other groups [Park 2000]. 

With isolated left-heart support 2 significant problems 
occur [Park 2000]. First, some patients (up to 30%) experi
ence right-heart failure. Second, approximately 30% to 40% 
of patients develop malignant ventricular arrhythmias [Moritz 
1993; Chen 1999; Park 2000]. The implantation of a biven
tricular support system or a total artificial heart can prevent 
the abovementioned problems from developing. The biven
tricular assist device is, however, inferior to the total artificial 
heart in cases involving irreversible cardiogenic shock. First, 
the total artificial heart is capable of guaranteeing higher 
pump flows of up to 10 L/min. Unlike patients with chronic 
heart failure, patients suffering from acute cardiogenic shock 
are not use to reduced perfusion of the vital organs; in our 
experience with both forms of circulatory support, the higher 
pump flows are crucial to subsequent organ system recovery 
in these patients. In addition, previously applied toxic doses of 
catecholamines can be completely discontinued, also prevent
ing secondary organ damage. Second, if the myocardium fails 
to recover after use of a VAD, there is a risk of ventricular 
thrombosis. We observed this phenomenon in our third 
patient, in whom we initially implanted a Thoratec system in 
the hope that this option would enable him to recover. This, 
together with right-heart failure, was cause for us to remove 
his heart and implant a CardioWest system. 

One disadvantage of the CardioWest system should not 

Figure 3. Patients during mobilization on the CardioWest system. 

remain unmentioned. The drive console is considerably 
larger than that of the various VADs available. During the 
rehabilitation and mobility phases, patients have difficulty 
moving around without help (Figure 3). 

In this paper we have reported our first experiences with the 
total artificial heart in patients with irreversible cardiogenic 
shock following myocardial infarction; ie, an extreme form of 
cardiogenic shock that cannot be treated pharmacologically, 
interventionally, or with percutaneous assist devices. The 
marked fragility of the myocardium rendered it impossible to 
implant a paracorporeal or partially implantable system with 
the option of weaning on recovery. 

The results of this management strategy, which is extensive 
regarding both financing and personnel, are extremely encour
aging. Four of 5 patients who otherwise would certainly have 
died within the next few hours were successfully transplanted 
following a mean support period of >5 months. Regretfully 
one patient died after 167 days on the system because of ente
rocolic necroses caused by an embolic event, after hemorrhag
ing had rendered conventional dicumarol therapy impossible. 

In all 5 patients, recovery of all dysfunctional organ sys
tems was rapid following implantation of the CardioWest 
system. All patients could be mobilized on the system and 
were free of infections throughout the entire support period. 
Infections in the vicinity of the drive cables, a frequent occur
rence with some LVADs, were not observed. 

In summary, the implantation of a total artificial heart 
represents the only life-saving therapeutic option in patients 
with irreversible cardiogenic shock. In cases where the shock 
is irreversible, this system is superior to all other assist 
devices. First experiences in a predominantly young patient 
cohort produced results that justified the effort involved. In 
cases of irreversible cardiogenic shock, patients should be 
given the chance to exhaust the final therapeutic option 
available to them by ensuring that a center with a mechanical 
circulatory support program at its disposal is contacted in 
good time. 
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